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INTRODUCTION 


This  report  summarizes  the  work  performed  in  a  three-year  study  to  evaluate  full-field 
digital  mammography  (FFDM)  as  a  screening  tool  for  breast  cancer.  The  goal  of  this 
project  is  to  evaluate  FFDM  as  a  screening  tool  for  breast  cancer.  The  study  began 
December  30,  1996  and  continued  until  12/31/99  at  the  University  of  Massachusetts 
Medical  Center  (UMMC),  and  until  3/31/00  at  the  University  of  Colorado  Health 
Sciences  Center  (UCHSC). 

The  first  year's  work  on  this  project  was  devoted  to  acquisition  and  technical  evaluation 
of  two  prototype  full-field  digital  mammography  systems,  comparison  of  low-contrast 
lesion  detection  using  FFDM  with  that  of  screen-film  mammography  (SFM),  and 
implementation  of  a  clinical  study  comparing  screen-film  and  FFDM  in  screening  for 
breast  cancer.  Year  1  technical  evaluation  results  indicated  that  with  the  current  GE- 
FFDM  prototype  systems,  100  micron  mode  had  superior  low-contrast  detection  to  50  the 
micron  mode.  In  addition,  we  found  that  for  compressed  breasts  greater  than  2-4  cm 
thickness,  grid  use  gave  superior  low-contrast  detection  to  non-grid  systems  using  the 
same  technique  factors.  We  also  found  that  FFDM  using  100  micron  pixels  with  a  grid, 
and  with  techniques  matched  to  those  of  SFM,  demonstrated  slightly  better  detection  of 
simulated  low-contrast  lesions  than  SFM  with  optimized  optical  densities  (also  with  a 
grid)  across  the  entire  spectrum  of  breast  thicknesses  and  compositions. 

The  work  performed  during  year  two  of  this  project  included:  1)  additional  technical 
evaluation  directed  toward  optimizing  clinical  technique  factors  on  the  GE  full-field 
digital  detector  system,  and  2)  continued  progress  on  the  clinical  comparison  of  full-field 
digital  mammography  to  screen-film  mammography. 

Year  three  work  included  the  completion  of  the  clinical  comparison  of  full-field  digital 
mammography  to  screen-film  mammography  and  the  analysis  of  those  data.  Year  three 
was  extended  by  three  months  at  UCHSC,  by  agreement  between  the  institution  and  the 
USAMRMC,  due  to  a  temporary  interruption  of  patient  acquisition  because  of  IRB  issues 
at  that  institution. 
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Technical  Evaluation  of  FFDM  [Tasks  1-3] 

To  optimize  technique  factors  for  FFDM,  we  began  by  studying  the  relationship  among  low- 
contrast  lesion  detection,  signal-to-noise  ratios  (SNR),  compressed  breast  thickness,  and  digital 
technique  factors.  First,  for  a  range  of  simulated  breast  thicknesses  (2-6  cm)  we  varied  mAs  at  a 
fixed  target-filter  and  kVp  using  a  contrast  detail  phantom  that  allowed  quantitation  of  low- 
contrast  detection  and  signal-to-noise  ratios  under  each  imaging  condition.  The  contrast-detail 
(CD)  phantom  was  developed  previously  at  UCHSC  and  consists  of  a  9  by  9  array  of  low- 
contrast  circular  test  objects  milled  into  a  D-shaped  1  cm  thick  section  of  breast  equivalent 
material,  to  which  additional  1  cm  thick  sections  of  D-shaped  breast  materials  are  added  to  give 
the  total  thicknesses  of  2, 4,  and  6  cm.  Each  row  of  the  CD  pattern  contained  9  low-contrast 
targets  at  a  fixed  level  of  contrast  with  different  object  diameters  ranging  from  0.25  mm  to  4 
mm.  Each  column  contained  a  fixed  size  object,  with  subject  contrast  ranging  from  0.29%  to 
3.95%.  In  the  first  experiment,  digital  images  were  acquired  for  2, 4,  and  6  cm  breast 
thicknesses  at  fixed  target-filter  (Mo/Mo)  and  kVp  (25)  over  the  full  allowable  range  of  mAs 
values  (4  mAs  to  600  mAs).  Signal-to-noise  ratios  were  measured  using  ROI  software  on  a 
uniform  portion  of  the  phantom  for  each  exposure.  CD  scores  were  independently  determined 
for  each  exposure  by  four  medical  physicists  assessing  detected  low-contrast  objects  in  each 
image  under  standardized  viewing  conditions  using  a  standardized  scoring  method  previously 
developed.  CD  scores  represent  the  area  of  detected  objects  in  contrast-detail  space  from  zero 
(no  objects  detected)  to  17.34  (all  81  objects  detected).  Signal,  SNR,  and  CD  scores  were  plotted 
versus  mAs  for  each  breast  thickness  to  display  results.  CD  scores  also  were  plotted  versus  SNR 
for  all  breast  thicknesses. 


Figure  I  shows  the  behavior  of  measured  mean  detector  signal  as  a  function  of  mAs  for 
2,  4,  and  6  cm  thick  simulated  compressed  breasts  of  50%  glandular/50%  fatty 
composition.  The  figure  shows  that  for  each  breast  thickness,  measured  signal  is  linearly 
proportional  to  mAs  and  that  for  a  given  mAs,  signal  is  attenuated  by  approximately  a 
factor  of  4  for  each  2  cm  increase  in  simulated  breast  thickness. 

Figure  2  shows  the  behavior  of  measured  SNR  as  a  function  of  mAs  for  2,  4,  and  6  cm 
thick  simulated  compressed  breasts.  The  figure  shows  that  for  each  breast  thickness, 
measured  SNR  increases  approximately  as  the  square  root  of  mAs,  as  expected  for  a 
quantum-noise  limited  system.  For  a  given  mAs,  SNR  is  approximately  a  factor  of  2 
lower  for  each  2  cm  increase  in  simulated  breast  thickness. 

Figure  3  shows  the  behavior  of  contrast-detail  (CD)  scores  as  a  function  of  mAs  for  each 
breast  thickness.  Error  bars  on  CD  scores  extend  plus  and  minus  one  standard  deviation 
about  the  mean,  based  on  four  independent  reader’s  CD  scores.  These  results 
demonstrate  the  consistency  of  CD  scores  among  the  four  readers.  They  also 
demonstrate  the  clear  trend  of  CD  scores  to  increase  rapidly  for  low  mAs,  to  display 
decreasing  improvement  as  mAs  is  increased,  and  to  reach  a  plateau  at  high  mAs.  While 
breast  dose  increases  linearly  with  mAs,  these  results  indicate  that  gains  in  low-contrast 
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detection  are  minimal  above  a  certain  mAs  value,  which  depends  critically  on  breast 
thickness.  For  example,  little  improvement  is  achieved  at  this  target-filter  and  kVp  for 
mAs  values  beyond  50  for  2  cm  breasts,  100  for  4  cm  breasts,  and  160  for  6  cm  breasts. 
Moreover,  these  results  indicate  that  increasing  technique  (in  this  case  increasing  mAs) 
cannot  be  used  to  overcome  some  of  the  fundamental  limitations  of  increased  breast 
thickness,  in  particular  the  increase  in  scatter-to-primary  ratio,  unless  the  system  is 
operated  at  very  low  CD  score  levels.  That  is,  for  reasonable  mAs  settings,  lesion 
detection  in  2  cm  thick  breasts  is  going  to  be  superior  to  lesion  detection  in  4  cm  thick 
breasts,  and ,  lesion  detection  in  4  cm  thick  breasts  is  going  to  be  superior  to  lesion 
detection  in  6  cm  thick  breasts. 

Figure  4  shows  the  dependence  of  measured  CD  scores  on  measured  SNR  in  each  image. 

This  figure  demonstrates  that  the  underlying  reason  for  lower  CD  scores  is  lower  SNR, 
independent  of  compressed  breast  thickness.  This  is  an  important  result,  as  it  indicates 
that  the  underlying  basis  for  low-contrast  lesion  detection  is  simply  SNR,  independent  of 
breast  thickness.  This  result  has  a  number  of  ramifications.  It  indicates  that  SNR  in 
digital  images  (at  least  with  this  detector  system)  can  be  used  as  a  surrogate  to  low- 
contrast  lesions  detection.  That  is,  to  have  adequate  detection  of  low-contrast  lesions  in 
digital  mammograms,  adequate  SNR  is  required  throughout  the  image.  A  simple  way  to 
assess  the  adequacy  of  FFDM  technique  factors  is  to  measure  the  SNR  in  a  clinical 
image.  If  that  technique  achieves  a  certain  minimum  SNR,  one  can  be  assured  of  a  given 
level  of  low-contrast  detection  capability.  For  example,  optimization  of  technique  factors 
may  be  as  simple  as  ensuring  that  an  adequate  minimum  threshold  of  SNR  (>  40-60)  is 
achieved. 

Matching  Breast  Doses  between  SFM  and  FFDM  for  Various  Techniques  [Tasks 
4,7] 

A  second  phase  of  the  optimization  of  FFDM  technique  factors  is  to  determine  the  constraints 
under  which  low-contrast  detection  capabilities  will  be  compared  experimentally.  For  this  task, 
we  have  chosen  to  match  digital  techniques  to  screen-film  techniques  for  a  given  breast  thickness 
and  to  compare  different  digital  techniques  under  the  constraint  of  equal  breast  doses  for  a  given 
breast  thickness.  All  SFM  image  acquisition  was  done  on  a  GE-DMR  mammography  unit  using 
automatic  optimization  of  parameters  (AOP)  mode.  Kodak  Min  R-2000  film  was  used  Kodak 
Min  R-  2000  cassettes.  Films  were  processed  on  a  Kodak  M8  processor  with  Kodak  chemistry 
and  autoloading.  SFM  phantom  images  were  obtained  with  a  narrow  range  of  background  film 
optical  densities  yielding  maximum  low-contrast  detection  (1 .60-1 .70).  To  equalize  breast  dose 
to  SFM  techniques,  we  measured  half-value  layers  (HVLs)  and  X-ray  output  values  at  each 
target-filter  and  kVp  setting  on  both  the  screen-film  DMR  and  the  FFDM  system.  This,  along 
with  the  accepted  method  of  calculating  average  glandular  breast  dose  [1-3],  allowed  us  to 
determine  the  FFDM  techniques  (in  particular,  mAs  values)  that  matched  breast  dose  to  SFM  for 
each  breast  thickness  (2-8  cm).  In  addition,  we  have  constructed  an  Excel  software  program  that 
automatically  calculates  the  mAs  needed  at  each  target-filter  and  kVp  available  on  the  FFDM 
system  to  precisely  match  the  average  glandular  dose  of  FFDM  to  that  of  SFM.  We  used  the 
parameterization  of  normalized  average  glandular  dose  tables  by  Sobol  and  Wu  to  determine 
technique  factors  that  provide  equal  average  glandular  doses  for  different  digital  techniques.  [4], 
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Figures  5-8  present  the  results  of  matching  breast  average  glandular  doses  between 
screen-film  techniques  and  digital  techniques  for  2, 4,  6,  and  8  cm  thick  compressed 
breasts,  respectively.  For  example,  in  Figure  5,  the  techniques  listed  under  DMR  - 
Initial  Technique  are  the  technique  factors  selected  by  the  screen-film  DMR  under  AOP  - 
Contrast  Mode  for  a  2  cm  thick  50%  glandular-50%  fatty  breast.  These  techniques  have 
been  set  to  yield  a  film  optical  density  of  1.6- 1.7  for  a  uniform  2  cm  thick  tissue- 
equivalent  breast  phantom.  The  technique  factors  in  the  lower  box  are  FFDM  techniques 
that  exactly  match  the  breast  dose  in  FFDM  to  that  in  SFM.  Note  that  target-filtration 
and  kVp  are  identical  between  FFDM  and  SFM;  mAs  is  slightly  different  (17  versus  16 
mAs)  to  compensate  for  the  differences  in  HVL  and  output  of  the  two  units.  Note  that 
the  same  average  gladular  dose  is  obtained  on  the  two  modalities  (38.9  mrad).  The  table 
at  the  right  indicates  the  mAs  values  that  would  be  required  at  different  target-filter  and 
kVp  values  on  the  digital  system  to  yield  the  same  breast  dose  as  the  screen-film  system. 

Figures  6-8  are  similar  results  for  the  digital  techniques  that  would  exactly  match  breast 
doses  from  SFM  at  4,  6,  and  8  cm  breasts,  respectively. 

Training  [Tasks  5,6] 

Training  for  technologists  and  the  radiologists  on  the  use  of  the  system  was  completed 
prior  to  the  clinical  phase.  GE  Medical  Systems  participated  in  this  training  at  no  charge 
to  either  site. 

Clinical  Evaluation  of  FFDM  [Tasks  8-20] 

The  project  is  designed  to  compare  FFDM  to  SFM  in  a  large  group  of  women  being  screened  for 
breast  cancer.  The  methods  of  the  research  and  the  statistical  analysis  are  described  in  Appendix 
A,  which  is  the  manuscript  of  a  paper  accepted  by  the  journal  Radiology  and  currently  in  press. 

Results  in  Appendix  A  are  for  the  first  4965  patients,  4945  of  whom  were  screening  patients  by 
the  most  strict  definition.  The  other  20  met  the  entry  criteria  for  the  study  and  were  essentially 
screening  patients.  None  of  the  cancers  reported  in  this  study  had  been  identified  as  palpable 
prior  to  the  mammographic  examination.  The  period  reported  in  the  paper  is  from  July  1,  1997 
through  5/21/99  at  UCHSC  and  through  3/22/99  at  UMMC.  After  these  dates,  a  new 
workstation  was  installed  at  each  site.  The  newer  workstation  had  superior  monitors  and  easier 
to  use  software.  Each  monitor  was  brighter  and  had  a  resolution  of  2.0k  x  2.5k  pixels.  The 
software  included  an  option  to  display  the  images  with  an  image  processing  function  that 
allowed  the  breast  to  be  shown  to  the  skin  line  with  fewer  gray  levels  than  would  be  possible 
without  processing. 

Results  in  this  report  are  for  the  entire  clinical  study  period.  This  period  started  on  7/1/97  at  both 
institutions  and  ended  on  12/3 1/99  at  UMMC  and  3/3 1/00  at  UCHSC.  The  extra  3  months  at 
UCHSC  were  to  make  up  for  a  temporary  cessation  of  the  research  due  to  a  problem  with  that 
institution’s  investigative  review  board  (IRB).  The  problem  was  not  related  to  this  research 
project,  but  necessitated  the  halting  of  all  research  studies  at  the  institution. 
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Results 

6768  exams  were  performed  on  4521  women  at  the  2  institutions.  2538  women  participated  at 
two  screenings;  291  women  participated  at  3  screenings.  The  average  age  of  all  subjects  was 
55.6  years. 

Findings 

As  noted  in  Appendix  A,  individual  findings  were  tracked  in  the  study.  There  were  2048 
findings  recommended  for  recall  (BIRADS  0,4  or  5)  on  at  least  one  modality  in  the  study.  Of 
these,  690  were  called  on  FFDM  only,  1060  on  SFM  only  and  298  on  both. 

The  greater  number  of  findings  on  SFM  is  statistically  significant  by  McNemar’s  Chi-square  test 
at  p<  .001 .  Note  that  only  15%  of  the  findings  in  the  study  were  called  on  both  the  SFM  and 
FFDM  readings. 

Findings  are  distributed  by  mammographic  type  as  in  Table  1.  More  calcification  findings  were 
called  on  SFM  than  FFDM.  The  difference  is  statistically  significant  (p<  .001). 

Recall  Rate 

As  noted  in  Appendix  A,  recall  rate  is  calculated  based  on  exam,  rather  than  finding,  so  as  to  be 
consistent  with  the  established  definition.  1481  exams  were  recalled  by  at  least  one  reader.  469 
of  these  were  called  only  on  FFDM,  679  were  called  only  on  SFM  and  333  were  called  on  both. 
Again  a  BIRADS  3  assessment  (probably  benign)  is  considered  negative  for  recall. 

The  recall  rate  for  SFM  was  1012/6768  =  15.0% ;  the  recall  rate  for  FFDM  was  802/ 

6768  =  1 1.9  %.  The  higher  recall  rate  for  SFM  is  statistically  significant  (p<  .001). 

Biopsies 

183  biopsies  were  performed  for  findings  in  the  study.  88  biopsies  were  on  findings 
originally  detected  only  on  SFM,  38  were  for  findings  originally  detected  only  on  FFDM 
and  57  were  for  findings  originally  detected  on  both  modalities. 

As  would  be  expected  from  the  fact  that  the  SFM  reading  led  to  more  recalls,  SFM  led  to 
more  biopsies  than  FFDM  (145  vs  95).  The  difference  in  the  proportion  of  biopsies 
recommended  on  each  modality  is  statistically  significant  (p  <  .001). 

Biopsy  results  are  as  in  Table  2.  Nine  cancers  were  detected  only  on  the  FFDM  reading;  16 
cancers  were  detected  only  on  the  SFM  reading  and  18  cancers  were  detected  on  both  readings. 
Again  BIRADS  3,  probably  benign,  was  considered  a  negative.  If  BIRADS  3  were  counted  as 
positive,  there  would  be  one  less  SFM-only  cancer  and  one  additional  cancer  detected  on  both 
modalities.  These  results  include  all  cancers  proven  by  biopsy  within  one  year  of  the 
mammographic  examinations.  Cancers  are  counted  by  finding,  not  exam.  Two  cancers  were  in 
different  areas  of  the  same  breast.  One  was  detected  on  both  modalities  and  the  other  was 
detected  only  on  SFM.  In  order  to  be  counted  as  a  mammographically  detected  cancer,  the 
location  of  the  cancer  had  to  correlate  to  the  location  of  a  mammographically  detected  finding. 
The  difference  in  the  number  of  cancers  detected  by  each  modality  is  not  statistically  significant 
(P>-01). 
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High  risk  lesions  are  counted  as  benign.  Note  that  6  of  the  7  high  risk  lesions  were  detected  only 
on  FFDM. 

The  positive  biopsy  rate  for  SFM  was  34/145  =  23%;  the  positive  biopsy  rate  for  FFDM  was 
27/95  =  28%. 

Long-Term  Surveillance  [Tasks  17,21] 

Each  subject  in  the  study  is  followed  for  at  least  one  year  (two  years  if  possible)  after  their 
participation  to  ascertain  if  they  have  developed  a  cancer.  Surveillance  may  occur  passively.  1) 
when  the  women  re-enrolls  in  the  study,  2)  when  she  returns  for  a  mammogram  outside  the  study 
or  3)  when  she  returns  to  the  institution  for  evaluation  of  a  breast  problem  or  actively  by 
telephone  or  mail  contact  with  the  patient.  Additionally,  in  Colorado,  a  match  has  been  run  with 
the  state  tumor  registry.  The  match  did  not  yield  any  additional  cases.  Because  the  registry  has 
an  18-36  month  lag  time  in  recording  tumors,  that  match  will  be  repeated  at  a  later  date. 

Of  the  6768  exams  in  the  study,  6148  were  at  least  1  year  ago  as  of  9/1/00.  Of  these,  at  least  1 
year  surveillance  is  complete  on  4260.  Surveillance  is  still  in  progress  at  both  sites. 

Eight  interval  cancers  were  detected  by  surveillance  of  patients  with  negative  mammograms. 
These  cancers  all  became  palpable  within  one  year  of  screening.  As  all  patients  have  not  yet 
been  followed  for  a  year,  the  final  number  could  be  higher. 

Ten  screening  cancers  (i.e.,  those  detected  more  than  a  year  after  study  participation),  have  also 
been  detected. 

Sensitivity  and  PPV^rpPnin(. 

Including  all  43  cancers  detected  by  either  FSM  or  FFDM,  as  well  as  the  8  interval  cancers,  the 
sensitivities  for  SFM  and  FFDM  were  34/51  =  67%  and  27/51  =  55%  ,  respectively.  The 
difference  in  the  number  of  cancers  detected  was  not  statistically  significant  (p  >  .1). 

PPVScreening  is  defined  as  the  fraction  of  recalled  exams  that  led  to  a  diagnosis  of  breast  cancer. 
The  PPVscreening  for  FFDM  was  27/802  =  3.4%.  The  PPVScreening  for  SFM  was  the  same  34/1012 
=  3.4%. 

Cancers  by  Finding  Type 

Table  3  gives  the  cancers  by  finding  type.  A  trend  is  demonstrated  in  the  number  of  cancers 
detected  as  architectural  distortion.  Only  3  of  the  8  cancers  presenting  as  architectural  distortion 
were  called  on  FFDM.  This  difference  is  not  statistically  significant  (p  >  .05). 


Discrepancy  Evaluation  (also  referred  to  as  Discordancy  Analysis) 

For  all  findings  recalled  for  additional  evaluation  on  only  one  of  the  two  modalities,  the  two 
radiologists  would  evaluate  the  FFDM  and  SFM  images  side-by-side  and  determine  by 
consensus  a  major  and  minor* reason  for  the  difference  in  interpretations,  as  well  as  the  relative 
conspicuity  of  the  finding  on  the  two  modalities.  Conspicuity  was  given  on  a  scale  of  0  to  10, 


9 


where  0  meant  the  finding  could  only  be  seen  on  FFDM  and  10  meant  it  could  only  be  seen  on 
SFM.  The  form  used  for  discrepancy  analysis  is  reproduced  in  Appendix  C.  Note  that  the  39 
reasons  available  are  divided  into  three  broad  categories:  Visibility/Conspicuity,  Appearance 
and  Interpretation. 

At  the  time  of  the  discrepancy  analysis,  the  radiologists  had  the  option  of  dismissing  a  finding 
(i.e.,  not  working  it  up)  if,  after  viewing  both  images,  they  could  determine  a  benign  cause  for 
the  finding  or  felt  that  there  was  no  reasonable  chance  that  it  represented  cancer.  This  option 
was  rarely  used. 

There  were  1750  discrepant  findings.  Table  4  gives  the  frequency  of  the  most  common  reasons 
given  for  discrepancies  for  findings  called  only  on  FFDM.  Table  5  gives  the  same  data  for 
findings  called  only  on  SFM.  The  most  common  major  reasons  in  both  tables  are  fortuitous 
positioning  and  minor  difference  of  opinion.  Fortuitous  positioning  refers  to  the  overlap  of 
normal  tissue  causing  an  apparent  finding  or  the  overlap  of  normal  tissue  and  an  abnormality 
obscuring  a  finding  on  one  of  the  studies,  without  obvious  positioning  differences.  A  minor 
difference  of  opinion  is  one  where  one  reader  felt  that  a  finding  had  a  low  probability  of  being 
cancer  but  recalled  it  for  workup,  while  the  other  reader  did  not  recall  it  for  workup,  despite  it 
having  a  similar  appearance  on  both  modalities. 

There  were  25  discrepant  cancers  (9  on  FFDM  only  and  16  on  SFM  only).  Table  6  lists  the 
major  and  minor  reasons  given  for  the  9  FFDM-only  cancers.  No  trend  is  appreciated  in  this 
table.  The  reasons  are  fairly  evenly  divided  into  the  three  main  categories  of 
Visibility/Conspicuity,  Appearance  and  Interpretation.  Table  7  lists  the  reasons  for  the  16  SFM- 
only  cancers.  Four  of  the  cases  had  Minor  Difference  of  Opinion  as  the  reason  and  seven  of  the 
16  had  an  Interpretation  reason  as  the  major  reason. 

Table  8  shows  the  spread  of  conspicuity  ratings  for  the  discrepant  cancers.  All  9  of  the  FFDM- 
only  cancers  were  judged  more  conspicuous  on  FFDM,  but  5  of  the  SFM-only  cancers  were 
judged  equally  conspicuous  and  1  was  judged  more  conspicuous  on  FFDM.  This  result  supports 
the  importance  of  interpretation  in  calling  these  cancers. 

ROC  (Receiver  Operating  Curvet  Analysis 

The  methodology  for  the  Free-response  ROC  data  collection  and  analysis  is  given  in  Appendix  A 
and  its  references.  The  Alternative  Free-response  ROC  (AFROC)  method  of  Charkraborty  (6) 
was  used.  The  areas  under  the  curve  are  integrated  using  the  trapezoidal  method  and  compared 
using  the  method  of  Hanley  and  McNeil  (7).  The  analysis  was  performed  both  by  exam  and  by 
breast.  Both  ways  the  area  under  the  SFM  curve  is  .06  higher  than  that  under  the  FFDM  curve,  a 
difference  that  is  not  statistically  significant.  The  ROC  curves  by  breast  and  by  exam  are  shown 
in  Figures  10  and  1 1 .  The  SFM  and  FFDM  areas  are  .80  and  .74  by  breast  and  .78  and  .72  by 
exam. 

Note  visually  how  the  areas  are  driven  by  the  placement  of  the  1%  point.  This  is  a  limitation  of 
our  method,  in  that  rarely  was  a  patient  who  was  not  called  back  given  an  ROC  value  greater 
than  0.  An  improvement  in  the  method  would  involve  more  points  between  0%  and  1%  with 
specific  instructions  to  the  radiologists  to  rate  findings  that  are  not  being  called  back. 
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Discussion 


In  this  project,  we  acquired  and  implemented  prototype  FFDM  systems  at  two  sites.  Technical 
evaluation  on  a  contrast-detail  phantom  showed,  as  expected,  that  FFDM  performed  slightly 
better  than  SFM.  Optimization  of  technique  factors  showed  that,  given  our  constraint  of  equal 
doses,  FFDM  performed  best  at  the  same  technique  factors  used  for  SFM. 

We  designed  our  clinical  study  to  be  able  to  detect  whether  FFDM  was  better  than  or  worse  than 
SFM.  Because  of  its  known  technical  advantages  in  contrast  resolution  and  dynamic  range, 
many  assumed  that  FFDM  would  be  superior  to  SFM  in  cancer  detection.  We  did  not  find  that 
result.  The  trends  in  both  cancer  detection  and  ROC  analysis  in  our  study  favored  SFM.  As  the 
results  were  not  statistically  significant,  we  cannot  be  95%  certain  that  this  difference  is  not  due 
to  chance  variation.  We  did  find  a  significant  difference  in  false  positive  exams,  i.e.,  recalls, 
favoring  FFDM  for  having  fewer.  Every  reader  in  the  study  had  a  lower  recall  rate  on  FFDM, 
although  the  range  of  the  difference  varied  widely.  Even  though  SFM  had  a  higher  recall  rate, 
however,  it  maintained  the  same  screening  PPV  as  FFDM,  due  to  its  higher  cancer  detection  rate. 

Analysis  of  the  causes  of  the  differences  between  the  SFM  and  FFDM  interpretations  showed 
that,  for  the  benign  findings,  most  of  the  differences  were  due  to  small  random  variations  in  the 
way  that  normal  tissue  overlapped,  termed  by  us  “Fortuitous  Positioning”  and  also  minor 
differences  of  opinion  between  the  two  readers.  There  was  no  dominant  reason  for  discrepant 
cancers;  however,  almost  half  (7/16)  of  the  SFM-only  cancers  had  a  major  reason  relating  to 
interpretation.  These  included  differences  of  opinion,  errors  and  workstation  issues.  The 
conspicuity  rating  also  underscored  that  the  problem  with  the  FFDM  misses  was  often  not 
visibility  of  the  lesion. 

There  were  several  surprising  findings  in  the  study.  The  low  level  of  disagreement  was  quite 
surprising.  Of  the  2048  findings  in  the  study,  1750  (85%)  were  discrepant  between  the  two 
interpretations.  Also  surprising  was  the  large  number  of  discrepant  cancers,  (25/43)  58%.  The 
overall  cancer  detection  rate  of  6.4/1000  (43/6768)  not  including  the  8  interval  cancers,  was  also 
higher  than  would  be  expected  from  our  population. 
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TABLE  1 

Distribution  of  Finding  Type  by  Modality 


Finding  Type 

findings  detected 
on  FFDM  only 
(%) 

findings  detected 
on  SFM  only 
(%) 

Findings 
detected  on 
both  (%) 

Total  (%) 

Mass 

247  (31.3) 

367  (46.5) 

175  (22.2) 

789 (100) 

Asymmetric  Density 

246  (39.0) 

339  (53.8) 

45  (7.1) 

630  (100) 

Calcification 

123  (27.3) 

262  (58.2) 

65  (14.4) 

450  (100) 

Architectural  distortion 

62  (43.7) 

72  (50.7) 

8  (5.6) 

142  (100) 

Other  /  not  specified 

12  (32.4) 

20  (54.1) 

5(13.5) 

37  (100) 

Total 

690  (33.7) 

1060  (51.8) 

298(14.5) 

2048 (100) 

TABLE  2 
Biopsy  Results 


findings 
detected  on 
FFDM  only 

Findings 
detected  on 
SFM  only 

Findings 
detected  on 
both 

Benign 

23 

71 

39 

High  risk 

61 

l2 

0 

Malignant 

9 

16 

18 

*3  cases  of  ADH;  2  of  LCIS;1  of  ALH 

2LCIS 

TABLE  3 

Mammographically  Detected  Cancers  By  Mammographic  Lesion  Type 

Lesion  Type 

Number  detected  on 
FFDM  -  only 

Number  detected  on 
SFM  -  only 

Number  detected  on 
both  modalities 

Mass 

3 

3 

7 

Asymmetric  Density 

1 

2 

3 

Calcification 

3 

6 

7 

Architectural  Distortion 

2 

5 

1 

Total 

9 

16 

18 
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TABLE  4  -  Most  common  reasons  for  discrepant  interpretations  for  findings  called  only  on 
FFDM.  A  minor  reason  was  not  required.  The  general  classification  of  the  reason  is  given 
in  parentheses:  V  =  visibility/conspicuity,  A  =  appearance,  I  =  interpretation. _ 


Major  Reason 

Number 

Minor  Reason 

Number 

Fortuitous  positioning  (V) 

239 

None 

343 

Minor  difference  of  opinion  (I) 

139 

Compression  difference  (V) 

105 

Mass  margin/shape  more  suspicious  on  digital 
(A) 

62 

Fortuitous  positioning  (V) 

58 

Unsure  cause  of  visibility/contrast  difference  (V) 

42 

Minor  difference  of  opinion  (I) 

47 

Modality  difference  (V) 

35 

Modality  difference  (V) 

30 

Sharpness  greater  on  digital  (V) 

34 

Mass  margin/shape  more  suspicious  on 
digital  (A) 

19 

Error  in  detection  on  film  (I) 

19 

Sharpness  greater  on  digital  (V) 

10 

More  calcifications  visible  on  digital  (A) 

16 

Ability  to  magnify  on  digital  workstation 
(V) 

10 

Error  in  interpretation  on  digital  (I) 

14 

Unsure  of  cause  of  visibility/contrast 
difference  (V) 

9 

Positioning  (V) 

10 

Error  in  detection  on  film  (I) 

8 

Compression  difference  (V) 

10 

Other  cause  for  visibility  difference  (V) 

7 

Digital  assessed  as  more  changed  from 
comparison  studies  (I) 

9 

Calcification  distribution  more  suspicious 
on  digital  (A) 

5 

Major  difference  of  opinion  (I) 

8 

Poor  use  of  window/level  on  digital 
workstation  (I) 

5 

Artifact  simulates  finding  on  digital  (V) 

7 

Positioning  (V) 

5 

Other  cause  for  visibility  difference  (V) 

7 
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TABLE  7  -  Most  common  reasons  for  discrepant  interpretations  for  findings  called  only  on 
SFM.  A  minor  reason  was  not  required.  The  general  classification  of  the  reason  is  given  in 
parentheses:  V  =  visibility/conspicuity,  A  =  appearance,  I  =  interpretation. _ 


Major  Reason 

Number 

Minor  Reason 

Number 

Fortuitous  positioning  (V) 

313 

None 

572 

Minor  difference  of  opinion  (I) 

280 

Compression  difference  (V) 

104 

Unsure  cause  of  visibility/contrast  difference  (V) 

59 

Minor  difference  of  opinion  (I) 

73 

Modality  difference  (V) 

49 

Fortuitous  positioning  (V) 

54 

Mass  margin/shape  more  suspicious  on  SFM  (A) 

Modality  difference  (V) 

37 

More  calcifications  visible  on  SFM  (A) 

Workstation  suboptimal 

21 

Error  in  detection  on  FFDM  (I) 

33 

Error  in  detection  on  FFDM  (I) 

20 

Positioning  (V) 

31 

Mass  margin/shape  more  suspicious  on 

SFM  (A) 

17 

Sharpness  greater  on  SFM  (V) 

28 

Unsure  cause  of  visibility/contrast  diff.  (V) 

16 

Major  difference  of  opinion  (I) 

20 

Calcification  forms  more  suspicious  on 

SFM  (A) 

14 

Calcification  forms  more  suspicious  on  SFM  (A) 

Major  difference  of  opinion  (I) 

13 

Compression  difference  (V) 

18 

More  calcifications  visible  on  SFM  (A) 

13 

Error  in  interpretation  on  FFDM 

13 

Poor  use  of  window/level  on  FFDM 
workstation  (I) 

12 

SFM  assessed  as  more  changed  from  prior  (I) 

12 

Error  in  interpretation  on  SFM  (I) 

9 

Poor  use  of  window/level  on  FFDM  workstation  (I) 

11 

Positioning,  not  due  to  detector  size  diff. 

(V) 

8 

Workstation  suboptimal 

11 

Error  in  interpretation  on  FFDM  (I) 

8 

Poor  use  of  other  workstation  controls  (I) 

9 

Sharpness  greater  on  SFM  (V) 

7 

Error  in  interpretation  on  SFM  (I) 

9 

Other  cause  for  visibility  difference  (V) 

7 

Artifact  simulates  a  finding  on  SFM  (V) 

9 

Poor  use  of  other  workstation  controls  (I) 

7 

14 


TABLE  8  -  Most  common  reasons  for  discrepant  interpretations  for  cancers  called  only  on 
FFDM.  A  minor  reason  was  not  required.  The  general  classification  of  the  reason  is  given 
in  parentheses:  V  =  visibility/conspicuity,  A  =  appearance,  I  =  interpretation. _ 


Major  Reason 

Number 

Minor  Reason 

Number 

Fortuitous  positioning  (V) 

2 

Mass  margin/shape  more  suspicious  on 
FFDM  (A) 

4 

Sharpness  greater  on  FFDM  (V) 

1 

None 

2 

Ability  to  magnify  on  digital  workstation  (V) 

i 

Unsure  cause  of  visibility/contrast  diff.  (V) 

i 

More  calcifications  visible  on  FFDM  (A) 

1 

Calcification  forms  more  suspicious  on 
FFDM  (A) 

1 

Mass  margin/shape  more  suspicious  on  FFDM  (A) 

1 

Dig  assessed  as  more  changed  from 
comparison  (I) 

1 

Error  in  interpretation,  digital  (I)* 

1 

Major  difference  of  opinion  (I) 

1 

Minor  difference  of  opinion  (I) 

1 

♦evaluation  prior  to  obtaining  diagnosis  of  cancer  determined  to  be  in  error  on  digital 


TABLE  9  -  Most  common  reasons  for  discrepant  interpretations  for  cancers  called  only  on 
SFM.  A  minor  reason  was  not  required.  The  general  classification  of  the  reason  is  given  in 
parentheses;  V  =  visibility/conspicuity,  A  =  appearance,  I  =  interpretation. _ 


Major  Reason 

Number 

Minor  Reason 

Number 

Minor  difference  of  opinion  (I) 

4 

None 

7 

Unsure  cause  of  visibility/contrast  diff.  (V) 

2 

Fortuitous  positioning  (V) 

2 

Fortuitous  positioning  (V) 

2 

Poor  use  of  workstation  controls  (I) 

2 

Mass  margin/shape  more  suspicious  on  SFM  (A) 

2 

Other:  ’’Denser  on  film”  (V) 

1 

Sharpness  greater  on  SFM  (V) 

1 

More  calcs  visible  on  film  (A) 

1 

Compression  difference  (V) 

1 

Greater  change  on  film  (A) 

1 

Calcification  forms  more  suspicious  on  SFM  (A) 

1 

Mass  margin/shaped  more  suspicious  on 

SFM  (A) 

1 

Error  in  detection  on  digital  (I) 

1 

Error  in  detection  on  digital  (I) 

1 

Film  assessed  as  more  changed  from  comparison  (I) 

1 

Workstation  suboptimal  (I) 

1 
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Table  10  -  Relative  conspicuity  of  discrepant  cancers.  Scale  is  0  to  10  where  0  is 
only  visible  on  FFDM  and  10  is  a  lesion  only  visible  on  SFM. 


FFDM  -  Signal  vs.  mAs 


Figure  1 :  Detector  signal  measured  on  the  GE-FFDM  system  versus  mAs  for  2,  4, 
and  6  cm  thicknesses  of  50%  glandular/50%  fatty  compressed  breasts. 


2  cm  Thickness 
4  cm  Thickness 


Figure  2:  Signal-to-noise  ratios  (SNR)  measured  on  the  GE-FFDM  system  versus 
mAs  for  2,  4,  and  6  cm  thicknesses  of  50%  glandular/50%  fatty  compressed 
breasts. 


CD  Scores  vs.  mAs 
FFDM  -  50/50 


sajoos  QO 


Figure  3:  Contrast-detail  (CD)  scores  measured  on  the  GE-FFDM  system  versus 
mAs  for  2,  4,  and  6  cm  thicknesses  of  50%  glandular/50%  fatty  compressed 
breasts.  Point  values  represent  mean  CD  scores  from  4  independent  readers; 
error  bars  represent  +  one  standard  deviation  among  the  four  independent  readers 


CD  Scores  vs.  SNR 


H 


Figure  4:  CD  scores  versus  b NK  tor  z,  * 
glandular/50%  fatty  compressed  breasts, 


Mammography  Technique  and  Dose  Matching  Program 


Patient: 
Patient  ID#: 
Date: 


2  cm 


2 

1/29/99 


Thickness  (cm) 

2 

T/F  (Mo/Mo,  Mo/Rh,  Rh/Rh) 

Mo/Mo 

kVp 

25 

Comp.(100F,  50/50, 100G) 

50/50 

pMlj 

?  ■:-  ^T;;W,uci5iuj/afi 

Density  Setting 

0 

mAs 

16 

?  Z'tll 


v^.T-  '■ 

WM:M 

,  .g^c)  -j 

l  !  *  -  '  T^tutro^lj 

12l>^  ■- 

;iiiP 

■mmiM 

liSH 

liil 

IMH 

Mo/Mo 

Mo/Rh 

Rh/Rh 

mAs 

mAs 

mAs 

30.3 

35.7 

24.8 

28.0 

20.3 

22.6 

17.0 

18.6 

18.3 

14.4 

15.8 

15.6 

12.5 

13.5 

13.3 

IHB 

11.8 

11.6 

\mm 

10.3 

10.1 

8.4 

9.2 

8.9 

7.6 

8.1 

7.8 

6.8 

7.3 

7.0 

6.2 

6.7 

6.3 

5.7 

6.1 

5.8 

5.2 

5.6 

5.3 

Figure  5:  The  upper  left-hand  box  shows  technique  factors  selected  by  the  GE- 
DMR  screen-film  unit  under  AOP  mode  for  a  2  cm  thick  50%  glandular/50%  fatty 
compressed  breast  andTesultant  entrance  exposure,  half-value  layer  (HVL),  and 
average  glandular  dose.  The  lower  left-hand  box  shows  technique  factors  for  the 
FFDM  system  that  match  FFDM  dose  to  SFM  dose  using  the  same  target-filter  and 
kVp.  The  right  hand  table  shows  mAs  values  that  match  FFDM  dose  to  the  SFM 
dose  using  different  target-filter  and  kVp  settings  on  the  FFDM  system. 
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Mammography  Technique  and  Dose  Matching  Program 


Patient:  4  cm 


Patient  ID#:  4 

Date-  1/29/99 


Thickness  (cm) 

4 

T/F  (Mo/Mo,  Mo/Rh,  Rh/Rh) 

Mo/Mo 

kVp 

25 

Comp.(100F,  50/50, 100G) 

50/50 

ill 

1 

Density  Setting 

0 

mAs 

85 

mA 

100 

Mo/Mo 

Mo/Rh 

Rh/Rh 

kVp 

mAs 

mAs 

mAs 

22 

166.2 

189.9 

23 

135.0 

146.9 

24 

108.9 

117.4 

25 

90.4 

96.3 

94.5 

26 

76.1 

81.0 

79.3 

27 

65.3 

68.9 

66.9 

28 

56.7 

60.1 

57.2 

29 

48.9 

52.6 

49.5 
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Figure  6:  The  upper  left-hand  box  shows  technique  factors  selected  by  the  GE- 
DMR  screen-film  unit  under  AOP  mode  for  a  4  cm  thick  50%  glandular/50%  fatty 
compressed  breast  and  resultant  entrance  exposure,  half-value  layer  (HVL),  and 
average  glandular  dose.  The  lower  left-hand  box  shows  technique  factors  for  the 
FFDM  system  that  match  FFDM  dose  to  SFM  dose  using  the  same  target-filter  and 
kVp.  The  right  hand  table  shows  mAs  values  that  match  FFDM  dose  to  the  SFM 
dose  using  different  target-filter  and  kVp  settings  on  the  FFDM  system. 
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Fiaure  7:  The  upper  left-hand  box  shows  technique  factors  selected  by  the  GE- 
DMR  screen-film  unit  under  AOP  mode  for  a  6  cm  thick  50%  glandular/50%  fatty 
compressed  breast  and  resultant  entrance  exposure,  half-value  layer  (HVL)  and 
average  glandular  dose.  The  lower  left-hand  box  shows  technique  factors  for  the 
FFDM  system  that  match  FFDM  dose  to  SFM  dose  using  the  same  target-filter  and 
kVp.  The  right  hand  table  shows  mAs  values  that  match  FFDM  dose  to  the  SFM 
dose  using  different  target-filter  and  kVp  settings  on  the  FFDM  system. 
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Figure  8:  The  upper  left-hand  box  shows  technique  factors  selected  by  the  GE- 
DMR  screen-film  unit  under  AOP  mode  for  a  8  cm  thick  50%  glandular/50%  fatty 
compressed  breast  and  resultant  entrance  exposure,  half-value  layer  (HVL),  and 
average  glandular  dose.  The  lower  left-hand  box  shows  technique  factors  for  the 
FFDM  system  that  match  FFDM  dose  to  SFM  dose  using  the  same  target-filter  and 
kVp.  The  right  hand  table  shows  mAs  values  that  match  FFDM  dose  to  the  SFM 
dose  using  different  target-filter  and  kVp  settings  on  the  FFDM  system. 
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True  Positive  Fraction 


ROC  Curves  Comparing  FFDM  and  SFM  -  By  Breast 


Figure  9.  Alternative  free-response  ROC  (AFROC)  curves  for  SFM  and  FFDM  plotted  using  a 
rating  scale  from  0-100.  The  x-axis  scale  is  the  probability  of  a  false  positive  finding  being 
called  on  the  two  screening  views  of  a  given  breast.  This  is  analogous  to  the  false  positive  rate  in 
a  standard  ROC  experiment.  The  area  under  the  SFM  curve  is  .80;  the  area  under  the  FFDM 
curve  is  .74.  the  difference  is  not  statistically  significant  (p=  .18). 
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True  Positive  Fraction 


ROC  Curves  Comparing  FFDM  and  SFM  -  By  Exam 


Figure  10.  Alternative  free-response  ROC  (AFROC)  curves  for  SFM  and  FFDM  plotted  using  a 
rating  scale  from  0-100.  The  x-axis  scale  is  the  probability  of  a  false  positive  finding  being 
called  on  the  screening  exam  of  a  given  patient.  This  is  analogous  to  the  false  positive  rate  in  a 
standard  ROC  experiment.  The  area  under  the  SFM  curve  is  .78;  the  area  under  the  FFDM  curve 
is  .72.  the  difference  is  not  statistically  significant  (p=  .19). 
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KEY  RESEARCH  ACCOMPLISHMENTS 


-  Implementation  of  2nd  and  3rd  flat  panel  FFDM  prototype  systems  in  the  world 

-  Complete  technical  evaluation  of  these  systems 

-  Only  clinical  research  trial  in  the  world  testing  FFDM  against  SFM  for  screening 

Found  no  statistically  significant  difference  in  cancer  detection  or  area  under  the  ROC 
curve,  with  a  trend  favoring  SFM 

-  Found  a  statistically  significant  difference  in  recall  rate,  with  FFDM  having  a  lower  recall 
rate 

-  Analyzed  reasons  for  differences  in  interpretations  between  FFDM  and  SFM  in  the  study 
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Abstracts/Presentations 

Hendrick  RE,  Bems  E,  Chorbajian  B,  Choi  K,  Lewin  JM,  Sisney  GS.  Low  contrast  lesion 
detection:comparison  of  screen-film  and  full-field  digital  mammography.  Radiology 
205(P)  :274, 1997. 

Lewin  JM,  Hendrick  RE,  D’Orsi  CJ,  Moss  LJ,  Sisney  GA,  et  al.  Clinical  evaluation  of  a  full- 

field  digital  mammography  prototype  for  cancer  detection  in  a  screening  setting-  work  in 
progress.  Presented  at  the  1998  RSNA  Scientific  Meeting.  Radiology  209(P):  238, 1998. 

Lewin  JM,  Hendrick  RE,  D’Orsi  CJ,  et  al.  Clinical  evaluation  of  full-field  digital  mammography 
in  a  screening  population.  Presented  at  the  2000  RSNA  Scientific  Meeting.  Radiology 
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Publications 
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characteristics  of  a  clinical  prototype.  Med  Phys.  2000  Mar;27(3):558-67. 

Vedantham  S,  Karellas  A,  Suryanarayanan  S,  D'Orsi  CJ,  Hendrick  RE.  Breast  imaging  using  an 
amorphous  silicon-based  full-field  digital  mammographic  system:  stability  of  a  clinical 
prototype.  J.  Digital  Imaging  2000  nov;13(4):191-199. 
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Lewin  JM,  Hendrick  RE,  D’Orsi  CJ,  et  al.  Comparison  of  full-field  digital  mammography  to 
screen-film  mammography  for  cancer  detection:  results  of  4945  paired  examinations. 
Radiology.  In  Press. 


CONCLUSIONS 

1 .  Full-Field  Digital  Mammography  (FFDM)  was  slightly  technically  superior  to  Screen-Film 
Mammography  (SFM)  in  a  test  of  low-detection  objects  using  a  contrast-detail  phantom. 

2.  FFDM  was  not  found  to  be  either  superior  or  inferior  to  SFM  for  screening,  based  on  the  area 
under  the  ROC  curve  and  the  cancer  detection  rate. 

3.  FFDM  may  result  in  fewer  women  being  recalled  for  additional  workup  at  screening. 

4.  There  is  a  large  amount  of  variability  in  interpretation  in  a  paired  study  such  as  this  one. 
Fortuitous  overlap  of  normal  structures  and  minor  differences  of  opinion  account  for  the 
majority  of  the  variability. 


Implications: 

It  had  been  assumed  that  FFDM,  because  of  its  superior  performance  characteristics  in  terms  of 
contrast  resolution  and  dynamic  range,  would  detect  more  cancers  than  SFM.  We  showed  that, 
although  it  did  perform  slightly  better  on  phantoms,  FFDM  did  not  detect  more  cancers  than  did 
SFM  and  did  not  perform  better  overall  than  SFM.  This  shows  that  FFDM  cannot  be  assumed  to 
be  better  and  new  systems  must  be  tested  clinically  when  they  are  introduced.  A  major  concern 
about  FFDM  was  that  it  would  lead  to  more  recalls.  We  showed  that  not  to  be  true.  In  our  study, 
in  fact,  FFDM  led  to  fewer  recalls. 

There  are  currently  plans  to  conduct  a  very  large  multi-center  trial  modeled  on  this  trial.  Our 
results  show  that  a  large  amount  of  variability  can  be  expected  and  must  be  accounted  for  when 
powering  the  trial.  A  larger  than  expected  number  of  cancers  may  be  discovered  during  the  trial, 
however. 
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Abstract 


Purpose:  To  compare  full-field  digital  mammography  (FFDM)  to  screen-film 
mammography  (SFM)  for  cancer  detection  in  a  screening  population. 

Materials  and  Methods:  4,945  FFDM  examinations  were  performed  on  women 
age  40  and  over  presenting  for  SFM  at  two  institutions.  Two  views  of  each  breast  were 
acquired  with  each  modality.  SFM  and  FFDM  were  each  interpreted  independently. 
Findings  detected  on  either  SFM  or  FFDM  were  evaluated  with  additional  imaging  and,  if 
warranted,  biopsy. 

Results:  152  biopsies  were  performed  on  patients  in  the  study,  resulting  in  the 
diagnosis  of  35  breast  cancers.  SFM  detected  22  of  these  cancers  and  FFDM  detected  21. 
Four  were  interval  cancers  that  became  palpable  within  one  year  of  screening  and  were 
considered  false  negatives  on  both  modalities.  The  difference  in  cancer  detection  rate  was 
not  statistically  significant.  FFDM  had  a  statistically  significantly  lower  recall  rate  (1 1 .5%) 
than  SFM  (13.9%).  The  positive  biopsy  rate  for  findings  detected  by  FFDM  (30.4%)  was 
higher  than  for  findings  detected  by  SFM  (19.3%)  but  this  difference  was  not  statistically 
significant. 

Conclusion:  An  unbiased  prospective  study  comparing  FFDM  to  SFM  in  a 
screening  population  is  being  conducted  at  two  sites.  No  difference  in  cancer  detection  rate 
has  yet  been  observed  between  FFDM  and  SFM.  FFDM  has  so  far  led  to  fewer  recalls  than 
SFM. 

Key  Words:  breast  radiography,  technology,  comparative  studies,  digital 
radiography 
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Introduction 


In  recent  years,  advances  in  screen-film  technology  and  film  processing  techniques  have 
contributed  to  significant  improvements  in  mammographic  image  quality.  While  screen- 
film  mammography  provides  a  powerful  tool  for  detection  and  follow-up  of  suspicious 
lesions,  it  has  significant  limitations  in  detecting  very  subtle  soft  tissue  lesions,  especially 
in  the  presence  of  dense  glandular  tissues.  One  of  the  limitations  of  screen-film 
mammography  is  that  the  film  serves  simultaneously  as  the  image  receptor,  display 
medium,  and  long  term  storage  medium.  This  limitation  can  lead  to  loss  of  image  contrast, 
especially  when  exposure  or  film  processing  conditions  lead  to  lower  optical  densities  in 
lesion-containing  tissues  [1,2]. 

Consequently,  attempts  have  been  made  to  develop  digital  image  receptors  as  a  substitute 
for  the  screen-film  image  receptors  now  used  in  mammography  [3-5].  Much  of  the  current 
clinical  experience  with  digital  mammography  has  been  derived  from  small  field-of-view 
detectors  that  have  been  used  for  stereotactic  core  biopsies.  These  digital  detectors  have 
spatial  resolutions  of  5-10  Ip/mm,  limited  primarily  by  the  pitch  of  the  charge-coupled 
device  (CCD)  array  and  the  use  of  minimizing  optics  to  allow  a  2.5  x  2.5  cm  array  to  cover 
an  adequate  field  of  view  for  stereotactic  imaging  (typically  5x5  cm).  The  issues  relating 
to  the  performance  of  these  devices  have  been  addressed  in  a  number  of  studies  [6-11]. 

Recently,  prototype  whole  breast  digital  imaging  systems  have  been  introduced  for  clinical 
testing  to  compare  full-field  digital  mammography  (FFDM)  to  screen-film  mammography 
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(SFM).  The  varied  designs  of  these  digital  imaging  systems  have  been  described  elsewhere 
[3-5].  The  majority  of  clinical  testing  on  these  systems  has  been  unpublished  studies 
conducted  to  help  FFDM  manufacturers  gain  Food  and  Drug  Administration  (FDA) 
approval  for  their  devices  [10].  These  studies  use  a  diagnostic  mammography  cohort  to 
provide  a  sufficient  number  of  cancers  for  testing.  Unfortunately,  studies  based  on  such 
populations  are  likely  to  suffer  from  entry  bias  if  entrance  to  the  cohort  is  predicated  on  an 
abnormal  screening  mammogram.  The  study  reported  here  eliminates  that  form  of  entry  • 
bias  by  enrolling  a  screening  cohort.  To  our  knowledge,  this  study  is  the  first  to  compare 
FFDM  to  SFM  in  a  screening  cohort.  The  goal  of  our  study  is  to  test  whether  FFDM  is 
superior  to,  inferior  to  or  equivalent  to  SFM  for  screening.  The  study  protocol  is  designed 
to  minimize  bias  from  preferential  verification  of  findings  detected  on  SFM  (“verification 
bias”)  by  recommending  imaging  work-up  or  biopsy  based  on  positive  screening  results  on 
either  FFDM  or  SFM. 


Materials  and  Methods 

All  women  presenting  for  screening  mammography  at  either  of  two  university  medical 
centers  were  eligible  for  enrollment  if  they  were  at  least  40  years  old,  did  not  have  breast 
implants,  and  each  breast  would  fit  entirely  on  a  large  (24  cm  x  30  cm)  screen-film  image 
receptor.  Each  woman  signed  an  informed  consent  form  approved  by  the  Institutional 
Review  Board  (IRB)  of  the  site  and  the  IRB  of  the  U.S.  Army  Medical  Research  and 
Materiel  Command. 
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Image  Acquisition 

In  4,523  cases  (91%),  the  subject  underwent  FFDM  immediately  after  her  screen-film 
mammogram.  In  these  cases  the  mammograms  were  acquired  by  the  same  technologist.  In 
422  cases  (9  %),  the  patient  presented  to  an  outlying  screening  center  for  her  SFM  and 
underwent  FFDM  during  a  separate  visit  to  the  radiology  department  within  three  days  of 
SFM.  In  these  cases,  a  different  technologist  acquired  the  full-field  digital  mammogram 
than  acquired  the  screen-film  mammogram.  Technique  factors  were  recorded  at  the  time  of 
the  SFM  exam. 

SFM  was  acquired  on  a  General  Electric  DMR  unit  (GE  Medical  Systems,  Milwaukee  WI) 
using  the  Kodak  Min-R  2000  screen-film  system  (Eastman  Kodak  Co,  Rochester,  NY). 
Technique  factors  (kVp,  mAs,  target  and  filter)  for  SFM  were  automatically  selected  using 
the  Automated  Optimization  Parameters  (AOP)  feature  of  the  unit.  Contrast  Mode  was 
used  when  compressed  breast  thickness  was  less  than  5  cm  and  Dose  Mode  was  used  when 
compressed  breast  thickness  was  greater  than  5  cm.  SFM  quality  control  procedures  were 
in  accordance  with  the  guidelines  of  the  Mammography  Quality  Standards  Act  (MQSA). 


Full-field  digital  mammography  was  performed  on  a  prototype  system  utilizing  an 
amorphous  silicon  area  detector  bonded  to  a  Csl  crystal  (GE  Medical  Systems,  Milwaukee 
WI).  The  pitch  of  the  detector  elements  was  100  microns,  yielding  5  line  pair  per 
millimeter  limiting  spatial  resolution.  The  active  area  of  the  detector  was  1 8  cm  by  23  cm, 
yielding  an  image  size  of  1800  x  2304  pixels.  The  X-ray  tube,  support,  and  generator  were 
identical  to  those  in  the  commercial  GE  DMR  screen-film  mammography  system.  Each 


4 


digital  detector  system  underwent  extensive  acceptance  testing  [8].  Ongoing  quality  control 
for  the  FFDM  systems  included  daily  phantom  imaging  and  weekly  flat-field  detector 
calibration  at  each  site. 

Technique  factors  and  breast  doses  for  FFDM  were  matched  to  those  of  SFM  by  using  the 
same  target,  filter,  and  kVp  as  used  for  SFM.  mAs  values  were  matched  as  closely  as 
possible  between  the  two  techniques,  but  only  discrete  mAs  stations  were  available  on 
FFDM.  In  cases  where  the  SFM  mAs  fell  between  two  allowed  choices  on  the  FFDM  unit, 
the  lower  mAs  step  was  used  on  FFDM.  Both  FFDM  and  SFM  units  allowed  the  selection 
of  rhodium/rhodium  and  molybdenum/rhodium  target/filter  choices  in  addition  to 
molybdenum/molybdenum.  Identical  reciprocating  grids  were  used  for  both  SFM  and 
FFDM.  For  the  study,  the  average  kVp  was  26.90  on  each  modality.  The  average  mAs 
was  128.6  for  FFDM  and  128.9  for  SFM. 

Rather  than  trying  to  match  compression  force  and  compressed  breast  thickness,  the 
technologist  was  instructed  to  obtain  the  best  possible  positioning  and  compression  on  each 
modality.  Compression  force  and  compressed  breast  thickness  were  recorded  for  each 
view. 

Each  examination  consisted  of  the  two  standard  screening  views  of  each  breast: 
craniocaudal  (CC)  and  mediolateral  oblique  (MLO)  views.  Both  18  x  24  cm  and  24  x  30 
cm  screen-film  image  receptors  were  used  for  SFM.  The  FFDM  prototype  unit  image 
receptor  size  was  1 8  x  23  cm.  If  a  patient’s  breast  was  too  large  to  fit  on  the  1 8  x  24  cm 
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screen-film  image  receptor,  she  was  advised  after  her  SFM  that  additional  exposures  would 
be  needed  for  her  FFDM  to  obtain  coverage  of  each  breast  in  each  of  the  two  standard 
projections.  If  she  chose  to  continue  in  the  study,  her  breast  was  imaged  with  FFDM  by 
overlapping  as  many  18  x  23  cm  views  as  needed  to  cover  each  breast.  This  typically 
resulted  in  1  or  2  extra  exposures  per  breast. 

Image  Interpretation 

Screen-film  images  were  interpreted  with  the  routine  clinical  images  of  that  day  in  a 
darkened  room  on  a  standard  mammography  alternator  with  a  luminance  of  at  least  3000 
cd/m2.  The  reader  knew  at  the  time  of  interpretation  that  the  exam  was  part  of  the  study. 
Digital  images  were  interpreted  in  softcopy  on  a  prototype  Unix-based  workstation 
consisting  of  an  UltraSparc  computer  (Sun  Microsystems,  Palo  Alto  CA)  with  dual  21 -inch 
high  luminance  monitors,  each  capable  of  displaying  1800x2300  pixels  (Megascan  Inc., 
North  Billerica  MA).  These  were  driven  by  4  megabyte  video  cards  with  8-bit  output 
(Dome  Inc.,  Waltham  MA).  The  images  were  interpreted  without  post-processing  other 
than  an  initial  window  and  level  setting  derived  from  the  image  histogram.  A  gamma 
function  was  used  to  map  the  14-bit  image  data  to  the  8-bit  display  data.  The  radiologist 
had  full  freedom  to  adjust  window  and  level  and  to  magnify  each  image  interactively. 
Magnification  of  each  view  to  2x  power  was  typically  performed  for  each  reading.  For  the 
first  approximately  200-400  cases,  magnification  was  accomplished  with  a  moving  square 
showing  a  portion  of  the  image  magnified  (“mag  glass”).  Subsequently,  each  quadrant  of 
each  image  was  magnified  in  its  entirety  and  examined.  The  digital  workstation  was  located 
in  a  darkened  room  away  from  film  alternators.  Comparison  studies  on  film  were  viewed 
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on  a  standard  lightbox  placed  next  to  the  digital  workstation.  The  lightbox  was  turned  off 
during  the  detailed  evaluation  of  digital  images  to  avoid  glare. 

The  screen-film  mammogram  and  the  digital  mammogram  were  interpreted  at  the 
institution  at  which  they  were  acquired.  Interpretation  was  done  independently  by  MQSA- 
qualified,  board-certified  radiologists  who  also  interpreted  clinical  mammograms  at  that 
institution.  For  a  given  patient,  one  radiologist  interpreted  the  SFM  and  another  the  FFDM. 
Each  reader  was  blinded  to  the  other’s  results  and  to  the  images  from  the  other  modality. 
Comparison  films,  prior  reports  and  patient  history  were  available  to  each  radiologist  for 
both  the  SFM  and  FFDM  interpretations.  At  one  institution,  residents  participated  in  some 
of  the  interpretations  in  the  study,  but  never  in  both  the  SFM  and  FFDM  readings  of  a  given 
patient;  at  the  other  institution  residents  did  not  participate.  Resident  participation  was  not 
recorded,  but  was  more  likely  to  occur  with  the  SFM  reading  than  the  FFDM  reading.  The 
attending  radiologist,  of  course,  gave  the  final  interpretation.  A  given  attending  radiologist 
was  required  to  interpret  approximately  equal  numbers  of  SFM  and  FFDM  examinations. 
Both  the  SFM  and  the  FFDM  interpretations  were  used  for  clinical  management  of  the 
patient. 

For  each  finding,  the  reader  was  required  to  give  the  following  information: 

1 .  A  description  of  the  type  and  location  of  the  finding  using  BIRADS™ 
nomenclature.  [12] 
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2.  A  BIRADS™  assessment  of  0,2, 3, 4  or  5  (need  additional  imaging 

evaluation,  benign,  probably  benign,  suspicious  abnormality  or  highly 
suggestive  of  malignancy).  The  BIRADS™  assessment  category  1 
(negative)  was  not  used  to  describe  a  finding  since  it  is  reserved  for  cases 
with  no  findings. 

3.  A  BIRADS™  recommendation. 

4.  An  integer  percentage  probability  from  0  to  100%  that  the  finding  represented 

cancer.  This  value  is  used  for  free-response  ROC  analysis. 

Additional  Imaging  Evaluation  of  Findings 

Additional  imaging  evaluation  of  a  given  finding  was  performed  to  establish  truth  for  that 
finding  in  a  manner  that  minimized  bias  toward  either  modality.  Both  additional 
mammographic  views  and  ultrasound  could  be  performed  as  indicated.  Concordant 
findings  (i.e.,  those  detected  on  both  modalities)  needing  additional  mammographic  views 
were  imaged  using  SFM.  Discordant  findings  (i.e.,  those  detected  on  one  modality  only) 
needing  additional  mammographic  views  were  imaged  on  the  modality  on  which  they  were 
detected  with  the  exception  that  magnification  views  were  performed  using  SFM  only. 

This  exception  was  due  to  the  inability  to  easily  remove  the  grid  on  the  FFDM  prototype. 
Thus  all  calcifications  were  worked  up  with  SFM. 

Review  of  Discordant  Cases 

For  all  findings  recalled  for  additional  evaluation  on  only  one  of  the  two  modalities,  the  two 
radiologists  would  evaluate  the  FFDM  and  SFM  images  side-by-side.  At  this  time  the 
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radiologists  had  the  option  of  dismissing  a  finding  (i.e.,  not  working  it  up)  if,  after  viewing 
both  images,  they  could  determine  a  benign  cause  for  the  finding  or  felt  that  there  was  no 
reasonable  chance  that  it  represented  cancer.  Dismissed  findings  were  still  counted  as 
positives  in  calculations  of  recall  rate,  sensitivity  and  other  performance  measures. 

Data  Collection 

Data  were  collected  on  paper  forms  and  then  entered  into  a  customized  database  program 
(Microsoft  Access  2.0,  Belleview  WA).  Each  patient  filled  out  a  history  form  detailing 
their  risk  factors  and  demographics.  The  forms  were  reviewed  with  the  patient  by  the 
technologist.  The  technologists  filled  out  forms  detailing  the  reason  for  the  exam  and  the 
technique  factors.  The  radiologists  filled  out  the  interpretation  forms.  Computer  entry  was 
performed  by  a  professional  research  assistant  at  each  site. 

Long-term  Surveillance 

X 

Each  woman  in  the  study  is  followed  for  1  year  following  her  participation  in  the  study  to 
assess  for  possible  development  of  cancers  that  were  not  detected  on  either  modality  or 
were  detected  at  screening  but  not  biopsied.  Surveillance  comes  for  most  subjects  when 
they  return  to  the  participating  institution  for  subsequent  screening  mammography.  Those 
who  do  not  return  are  contacted  by  telephone  or  mail  to  determine  if  they  have  had 
subsequent  mammography  and  whether  a  diagnosis  of  breast  cancer  has  been  made  either 
through  mammographic  or  clinical  detection.  Additionally,  for  subjects  from  one  site, 
breast  cancer  cases  recorded  by  the  state  tumor  registry  will  be  periodically  cross-matched 
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against  study  subjects.  Permission  to  obtain  this  information  was  included  in  the  subject 
consent. 

Data  Analysis 

For  calculating  sensitivity,  a  finding  was  considered  to  have  been  called  on  a  given 
modality  if  it  was  assigned  a  recommendation  for  immediate  work-up,  such  as  additional 
imaging,  obtaining  prior  studies  for  comparison  or  biopsy.  These  recommendations 
generally  corresponded  to  a  BIRADS™  assessment  of  0, 4  or  5.  A  finding  given  a 
recommendation  of  short-interval  (6  month)  or  routine  follow-up  was  considered  negative. 
These  recommendations  generally  corresponded  to  a  BIRADS  assessment  of  1, 2  or  3. 

Each  finding  was  assessed  separately  to  determine  truth  by  imaging  work-up  and,  if 
warranted,  by  biopsy.  The  final  assessment  of  truth  for  a  finding  determined  benign  by 
additional  imaging  was  modified  if  a  biopsy  performed  on  the  finding  within  two  years 
demonstrated  cancer. 

For  purposes  of  establishing  recall  rate,  an  exam  was  considered  positive  for  recall  if 
recommended  for  immediate  work-up  or  if  recommended  for  obtaining  comparison  studies 
and  those  comparison  studies  led  to  additional  work-up. 

For  calculating  the  number  of  biopsies  and  the  positive  biopsy  rate,  fine-needle  aspiration 
(FNA)  of  solid  masses,  core-needle  biopsy  and  surgical  biopsy  were  all  included.  The 
pathologic  classifications  of  benign,  high-risk  and  malignant  follow  BIRADS™,  2nd  edition 
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[12].  In  this  classification,  atypical  ductal  hyperplasia  (ADH)  and  lobular  carcinoma  in  situ 
(LCIS)  are  considered  high  risk  lesions. 

Receiver  operating  characteristic  (ROC)  curves  were  constructed  using  the  alternative  free- 
response  ROC  (AFROC)  method  [13].  To  utilize  this  approach,  the  value  of  the  highest 
rated  benign  finding  in  each  breast  was  assigned  as  the  false  positive  level  for  that  breast. 

If  no  finding  was  called  in  a  given  breast,  that  breast  was  assigned  a  false  positive  level  of 
0.  Each  cancer  was  assigned  the  rating  given  to  it;  if  it  was  not  detected  it  was  assigned  a 
rating  of  0.  Using  AFROC  analysis,  the  area  under  the  ROC  curve,  Ai  is  analogous  to  the 
area  under  a  standard  ROC  curve,  Az,  allowing  the  use  of  standard  ROC  analysis 
techniques  [13-16].  The  101  point  scale  was  used  without  binning.  Curve  areas  were 
integrated  using  the  trapezoidal  rule. 

Tests  for  the  significance  of  sensitivity,  recall  rate,  positive  biopsy  rate  and  positive 
predictive  value  were  performed  using  McNemar’s  chi-square  test  and,  if  significant  by  that 
test,  a  Generalized  Estimating  Equations  model  implemented  with  PROC  GENMOD  in 
SAS  (SAS  Institute,  Inc,  Cary  NC).  The  latter  is  a  stricter  test  of  significance  because  it 
takes  into  account  the  variation  among  readers  and  adds  this  random  effect  to  the  variance 
used  in  testing. 

RESULTS 


Results  are  given  for  subjects  enrolled  at  one  site  as  of  5/21/99  or  at  the  other  site  as  of 
3/22/99.  After  these  dates'new  workstations  with  higher  screen  resolution  and  automatic 
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post-processing  were  installed  at  each  site,  changing  the  reading  environment  for  FFDM. 

In  the  patient  cohort  being  reported,  4945  exams  were  conducted  on  3890  women.  For  the 
1055  women  in  the  study  who  enrolled  twice,  a  minimum  of  1 1  months  separated  the  two 
exams,  with  an  average  separation  of  12.8  months.  2882  of  the  exams  were  conducted  at 
one  site  and  2063  at  the  other.  Results  are  given  for  the  combined  population  except  where 
noted. 

Table  1  summarizes  demographics  and  risk  factors  for  the  women  enrolled  in  the  study. 
The  numbers  approximate  those  of  the  screening  population  at  each  institution,  with  the 
exception  of  a  relatively  smaller  number  of  first  time  screeners  enrolling  in  the  study.  The 
biggest  difference  between  the  populations  at  the  two  institutions  was  that  almost  twice  as 
many  women  at  Site  1  were  on  hormone  replacement  therapy. 

Table  2  compares  the  average  compression  force  and  compressed  breast  thickness  for 
views  taken  on  each  modality.  The  differences  are  within  the  measurement  error  of  the 
machines. 

Table  3  summarizes  the  distribution  of  the  radiologist’s  subjective  rating  of  breast 
composition  or  mammographic  density  using  the  BIRADS™  nomenclature  for  each 
modality.  There  is  very  close  agreement  in  this  parameter  between  modalities. 


There  were  1448  findings  among  the  study  cohort  for  which  immediate  evaluation  was 
recommended  by  at  least  one  of  the  two  readers.  Of  these,  507  were  called  positive  only  on 
FFDM,  746  were  called  positive  only  on  SFM,  and  195  were  called  positive  on  both. 

Table  4  gives  the  outcome  for  findings  by  the  modality  on  which  they  were  called.  67 
(13%)  of  FFDM-only  findings  and  14  (2%)  of  SFM-only  findings  were  dismissed  at 
discrepancy  conference.  All  of  the  dismissed  findings  have  been  followed  for  at  least  one 
year.  Three  of  the  FFDM-only  findings  that  had  been  dismissed  became  palpable  within  1 
year.  Two  were  invasive  lobular  carcinomas.  The  third  was  a  fibroadenoma.  No  other 
dismissed  finding  has  undergone  suspicious  change  or  warranted  biopsy  for  any  other 
reason.  Most  were  not  present  on  the  follow-up  exam.  Four  other  patients  refused 
additional  imaging  and  have  unresolved  findings.  11.1%  of  SFM-only  findings  and  7.5% 
of  FFDM-only  findings  were  biopsied.  15.9%  of  findings  called  on  both  modalities  were 
biopsied. 

Table  5  gives  the  distribution  of  finding  type  by  modality  on  which  it  was  detected.  The 
vast  majority  (133/195  =  68.2%)  of  findings  that  were  called  on  both  modalities 
(concordant  findings)  were  masses.  Still,  considering  the  row  totals,  487  (78.5%)  of  the 
620  mass  findings  were  discordant,  i.e.,  called  only  on  one  modality.  Calcifications  were 
also  very  likely  to  be  called  on  only  one  modality,  usually  SFM.  Of  the  296  calcification 
findings  in  the  study,  181  (61.1%)  were  called  on  SFM  only,  83  (28.0%)  were  called  only 
on  FFDM  only,  and  only  32  (10.8%)  were  called  on  both  modalities.  The  greater 
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proportions  of  discordant  masses,  calcifications  and  total  findings  called  on  SFM  are  all 
statistically  significant  (p<.001). 

Recall  Rates 

Recall  rates  were  determined  based  on  positive  exams,  rather  than  positive  findings, 
consistent  with  the  standard  practice  for  the  mammography  audit  [19].  A  total  of  568 
exams  were  positive  on  FFDM  for  a  recall  rate  of  1 1.5%.  A  total  of  685  exams  were 
positive  on  SFM  for  a  recall  rate  of  13.9%.  216  of  these  exams  were  called  positive  on 
both  modalities,  giving  a  total  of  1037  exams  called  positive  for  a  21.0%  recall  rate  for 
study  participants.  The  recall  rates  at  Site  1  were  8.6%  for  FFDM  and  1 1.9%  for  SFM. 

The  recall  rates  at  Site  2  were  15.5%  for  FFDM  and  16.5  %  for  SFM.  Findings  dismissed 
at  discrepancy  conference  are  counted  as  recalls  in  these  calculations. 

Biopsied  Findings  and  Cancers  Detected 

152  findings  were  biopsied  in  the  study,  including  23  found  benign  by  FNA.  Thirty-five 
cancers  were  diagnosed.  Of  these,  twenty-six  were  invasive  and  9  were  DCIS.  Nine  of  the 
cancers  were  detected  on  FFDM  only,  10  on  SFM  only,  and  12  on  both  modalities.  None 
of  these  cancers  was  clinically  suspected  at  the  time  of  mammography.  Four  interval 
cancers  were  not  detected  on  either  modality  and  presented  clinically  within  the  next  1 1 
months.  Two  of  these  were  invasive  lobular  carcinoma  and  2  were  invasive  ductal 
carcinoma.  Table  6  gives  the  outcome  of  the  biopsies  by  modality  on  which  the  finding 
was  detected  at  screening. 


14 


Table  7  gives  the  number  of  mammographically  detected  cancers  presenting  as  each 
mammographic  lesion  type  by  the  modality  or  modalities  on  which  it  was  detected.  No 
trend  is  demonstrated  except  for  architectural  distortion.  Five  of  the  8  cancers  presenting  as 
architectural  distortion  were  called  on  SFM  only,  versus  only  2  on  FFDM  only.  This 
difference  is  not  statistically  significant  (p>0.2). 

Long  Term  Surveillance 

To  date  we  have  1  year  follow-up  on  2929  of  the  4945  examinations  in  the  study.  In  2861 
cases  the  surveillance  came  when  the  subject  returned  to  the  institution  for  another 
mammogram,  either  as  part  of  the  continuation  of  this  study  or  outside  of  the  study.  Six 
patients  presented  with  clinical  findings.  63  subjects  have  been  contacted  by  telephone. 


Sensitivity,  Positive  Predictive  Value  (PPV)  and  ROC  Analysis 
The  sensitivity  of  FFDM  in  the  detection  of  screening  cancers  was  (21/35)  60.0%.  The 
sensitivity  of  SFM  was  (22/35)  62.9%.  As  not  all  patients  have  been  followed  for  a  year  to 
obtain  complete  ascertainment  of  interval  cancers,  this  represents  an  upper  bound  of  the 
sensitivity  for  each  modality.  The  relative  sensitivity  of  FFDM  to  SFM  was  (21/22)  95  /o. 

PPVSCreening  is  defined  as  the  fraction  of  recalled  exams  that  led  to  a  diagnosis  of  breast 
cancer.  The  PPVSCreening  for  FFDM  was  (21/568)  3.7%.  The  PPVscreening  for  SFM  was 
(22/685)  3.2%.  The  positive  biopsy  rate  is  defined  as  the  fraction  of  biopsies  that  yielded 
cancer.  The  positive  biopsy  rate  for  all  findings  detected  on  FFDM  was  (21/69)  30.4%;  the 
positive  biopsy  rate  for  all  findings  detected  on  SFM  was  (22/1 14)  19.3%. 
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ROC  curves  for  the  two  modalities  are  presented  in  Figure  1.  AFROC  analysis  was 
performed  considering  each  breast  separately  for  a  total  of  9716  data  points  (194  subjects 
were  post-mastectomy).  The  area  under  each  curve  is  0.76. 

Statistical  Analysis 

The  lower  recall  rate  for  FFDM  compared  to  SFM  was  statistically  significant  by  both  the 
McNemar’s  Chi-square  model  (p<.0001)  and  the  Generalized  Estimating  Equations  model 
(p<.026).  The  difference  in  sensitivity  between  the  two  modalities  lacked  statistical 
significance  (chi-square  p  >  0.5).  The  higher  PPVscreening  of  FFDM  compared  to  SFM  was 
found  to  lack  statistical  significance  ( chi-square  p  >  0.3),  as  was  the  higher  positive  biopsy 
rate  for  findings  detected  on  FFDM  as  compared  to  those  detected  on  SFM  (chi-square  p  > 
0.08). 


DISCUSSION 


The  introduction  of  full-field  digital  mammography  has  been  eagerly  awaited  as  a  way  to 
increase  the  number  of  cancers  that  can  be  detected  by  mammography.  Because  many 
cancers  that  cannot  be  detected  by  mammography  are  in  dense  tissue,  it  has  been  presumed 
that  the  greater  contrast  resolution  of  FFDM  would  enable  the  demonstration  of  at  least 
some  of  these  cancers.  This  presumption  of  the  superiority  of  FFDM  has  been  tempered  by 
the  knowledge  that  SFM  has  an  advantage  in  high-contrast  spatial  resolution  and  may  have 
other  advantages  not  so  easily  defined,  including  familiarity  to  the  radiologist.  To 
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determine  how  the  advantages  and  disadvantages  of  the  two  modalities  contribute  to  their 
performance  in  cancer  detection,  we  are  conducting  a  clinical  study.  Because  it  is  possible 
that  FFDM  may  be  either  superior  to,  equal  to  or  inferior  to  SFM,  we  have  designed  our 
study  to  be  able  to  test  for  all  of  these  possibilities.  To  do  so  necessitates  that  we  use  what 
is  essentially  a  screening  population,  because  to  base  enrollment  on  a  positive  clinical 
(screen-film)  mammogram  would  bias  the  results  towards  SFM  in  terms  of  sensitivity  and 
towards  FFDM  in  terms  of  specificity  [11].  For  example  had  we  selected  only  the  subjects 
who  had  positive  SFM  exams  to  receive  FFDM,  we  would  have  detected  only  22  cancers 
and  concluded  that  SFM  was  more  sensitive  than  FFDM  since  it  detected  all  of  them 
whereas  FFDM  had  only  detected  12. 

Unfortunately,  the  use  of  a  screening  population  results  in  a  relatively  low  number  of 
cancers,  typically  2-10  per  1000  women  screened,  depending  on  the  proportion  of  first-time 
screens  [19].  This  low  cancer  rate  decreases  the  power  to  detect  a  difference  between  the 
modalities  and  necessitates  studying  a  very  large  population.  Our  cancer  detection  rate  per 
thousand  women  screened  was  4.5  for  SFM.  This  value  is  in  the  expected  range  for  our 
cohort,  which  consisted  primarily  of  repeat  screens  [19-25].  What  could  not  be  predicted 
was  the  39%  increase  in  the  cancer  detection  rate,  to  6.3  per  thousand,  when  FFDM  was 
used  in  addition  to  SFM.  This  boost  in  cancer  detection  rate  from  the  addition  of  FFDM 
increases  the  power  of  the  study  above  that  which  would  be  predicted  based  on  published 
values  for  yearly  breast  cancer  incidence. 

The  study  design  maximizes  statistical  power  by  having  each  subject  receive  both  SFM  and 
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FFDM,  thereby  acting  as  her  own  control.  This  design  allows  the  use  of  statistical  methods 
for  matched  paired  data  [26,27],  The  power  of  these  methods  is  largely  determined  by  the 
number  of  discordant  cases.  Thus  the  statistical  power  is  further  increased  by  the 
surprisingly  large  fraction  of  cancers,  19/31,  detected  on  only  one  modality. 

A  potential  source  of  bias  in  our  study  is  the  higher  number  of  FFDM-only  than  SFM-only 
findings  dismissed  at  discrepancy  conference,  67  versus  14,  respectively.  In  designing  the 
study,  we  allowed  a  finding  to  not  be  worked  up  if  by  consensus  both  readers  felt  it  could 
be  explained  as  benign  by  looking  at  the  other  modality  or  was  extremely  unlikely  to  persist 
on  additional  imaging.  This  aspect  of  the  protocol  was  included  to  try  to  reduce  recalls 
without  decreasing  the  rate  of  cancers  detected.  Surprisingly,  out  of  only  67  FFDM-only 
findings  dismissed,  2  (3.0%)  turned  out  to  be  lobular  carcinomas,  a  positivity  rate  higher 
than  that  in  the  440  FFDM-only  findings  that  were  worked  up.  The  potential  for  bias  from 
this  result  is  that  there  may  be  other  undetected  cancers  in  the  remaining  dismissed 
findings.  The  probability  that  there  is  even  one  more  cancer  in  the  group  is  very  low, 
however,  especially  since  all  of  these  women  have  been  followed  for  at  least  a  year.  Note 
that  the  dismissed  findings  were  counted  as  if  they  had  been  called  back.  Thus  the  two 
cancers  are  counted  as  true  positives  for  FFDM  and  the  remaining  cases  as  false  positives. 

The  level  of  disagreement  overall  was  surprisingly  high.  821  exams  had  discordant 
interpretations,  representing  17%  of  all  exams  and  79%  of  exams  called  positive  on  at  least 
one  modality.  To  the  extent  that  this  discordance  is  due  to  differences  in  the  modality, 
statistical  power  will  be  increased,  but  to  the  extent  it  is  due  to  factors  independent  of 


18 


modality,  such  as  positioning  and  interpretation,  statistical  power  will  be  decreased.  It  is 
well  known  from  double-reading  studies  [28-30]  that  there  is  large  reader  variability  in  the 
interpretation  of  screening  mammograms. 

Given  the  advantage  in  contrast  resolution  of  FFDM  and  the  advantage  in  spatial  resolution 
of  SFM,  one  might  expect  that  each  modality  would  excel  at  detecting  different  types  of 
cancers.  FFDM  might  be  expected  to  be  better  at  finding  densities  and  masses  in  dense 
tissue,  while  SFM  might  be  better  at  detecting  calcifications.  While  SFM  did  recall  a  larger 
number  of  calcification  findings,  even  more  than  expected  given  its  overall  higher  recall 
rate,  the  number  of  cancers  presenting  as  microcalcifications  was  the  same  for  both 
modalities.  A  higher  percentage  of  FFDM-only  calcification  findings  were  positive  at 
biopsy.  If  these  trends  persist,  then  an  analysis  of  the  reasons  for  the  discordant  readings, 
given  by  the  readers  at  discrepancy  analysis,  can  help  to  delineate  whether  the  difference  is 
due  to  FFDM  being  better  at  distinguishing  benign  from  malignant  calcifications  on 
screening  views,  perhaps  due  to  the  ability  to  magnify  the  images  on  the  workstation,  or 
superior  detection  of  subtle  calcifications  by  SFM. 

The  only  other  trend  in  the  of  types  of  cancers  detected  was  a  larger  percentage  of 
architectural  distortion  cancers  detected  only  on  SFM.  This  trend  is  interesting  given 
SFM’s  superior  spatial  resolution  since  detection  of  architectural  distortion  depends  on 
resolving  fine  lines  in  breast  parenchyma.  This  task  is  likely  more  dependent  on  high 
spatial  resolution  than  the  detection  of  microcalcifications,  a  task  that  requires  only 
detecting  a  high-contrast  focus,  not  on  resolving  its  shape.  More  subjects  are  needed  to 
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determine  whether  this  trend  in  detection  of  architectural  distortion  represents  a  true 
difference  between  the  modalities. 

The  only  statistically  significant  result  in  our  study  is  the  lower  recall  rate  of  FFDM,  due 
almost  entirely  to  a  lower  false  positive  rate.  Using  the  ROC  model  for  evaluating  a  test, 
there  are  two  possibilities  for  such  a  difference:  either  FFDM  and  SFM  have  different  ROC 
curves,  or  they  are  being  interpreted  at  different  points  along  the  same  curve,  with  SFM’s 
operating  point  being  to  the  right  of  FFDM’s.  Although  a  difference  in  false  positive  rate 
without  a  difference  in  sensitivity  implies  that  the  two  modalities  have  different  ROC 
curves,  because  the  power  to  detect  a  difference  in  sensitivity  is  relatively  low,  we  cannot 
yet  exclude  a  small  difference  in  sensitivity  that  would  explain  the  difference  in  false 
positive  rate  as  a  shift  along  the  same  ROC  curve.  To  help  distinguish  operating  point  shifts 
from  differences  in  ROC  curves,  ROC  data  were  collected  on  a  101  point  scale  separately 
from  the  BIRADS™  assessments  and  recommendations.  The  finding  of  nearly  identical 
ROC  curves  for  FFDM  and  SFM  supports  that  the  difference  in  false  positive  rate  reflects  a 
shift  of  operating  point  along  the  same  ROC  curve.  Such  a  shift  could  be  caused  by  a 
difference  in  the  reading  conditions  between  SFM  and  FFDM,  so  these  conditions  were 
kept  as  equivalent  as  possible.  One  difference  at  one  site  was  the  participation  of  residents, 
which,  anecdotally,  was  more  likely  to  occur  on  SFM  than  on  FFDM.  The  other  site  had  no 
resident  participation.  Since  resident  participation  was  not  tracked,  whether  the 
participation  of  residents  had  a  noticeable  effect  on  recall  rates  cannot  be  determined.  Both 
sites  had  lower  recall  rates  on  FFDM,  but  the  effect  was  larger  at  the  site  that  allowed 
resident  participation.  Because  of  this  and  other  possible  unappreciated  differences  in  the 
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reading  environments,  whether  the  lower  recall  rate  on  FFDM  is  a  property  of  the  modality 
that  will  be  observed  in  clinical  practice  or  is  an  artifact  of  the  experimental  situation 
cannot  be  definitely  determined  from  our  data. 

CONCLUSION 

A  prospective  study  comparing  FFDM  to  SFM  in  a  screening  cohort  has  been  conducted  at 
two  mammography  sites.  Results  indicate  that  the  two  modalities  have  indistinguishable 
sensitivities  for  cancer  detection  and  indistinguishable  ROC  curves  but  that  FFDM  has  a 
statistically  significantly  lower  recall  rate  than  SFM.  Statistical  power  is  limited  by  the 
inherently  small  number  of  cancers  in  a  screening  population.  For  this  reason,  a  second 
phase  of  this  study,  currently  underway,  includes  a  third  site  and  will  accrue  more  subjects 
to  increase  statistical  power.  Additionally,  a  larger,  multi-institutional  trial  with  a  similar 
design  is  being  planned  by  the  American  College  of  Radiology  Investigative  Network 
(ACRIN). 
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TABLE  1  . 

Demographics  And  Risk  Factors  For  The  Study  Cohort  By  Site  And  Combined 

22  C  "  Site  1  Site  2  Combined 


Number  of  exams 

2882 

2063 

4945 

Mean  age  +/-  standard  dev’n 

56.3  +/- 10.0 

54.6  +/-  9.4 

55.5  +/-  9.8 

First  mammogram 

40 

(1.4%) 

7  (0.3%) 

47 

(0.9%) 

On  hormone  replacement 

1702  (59.0%) 

716  (34.7%) 

2418  (48.9%) 

Personal  history  of  breast  cancer 

159 

(5.5%) 

197  (9.5%) 

356 

(7.2%) 

Strong  family  history1 

206 

(7.2%) 

114  (5.5%) 

320 

(6.5%) 

Intermediate  family  history2 

335 

(11.6%) 

302  (14.6%) 

637 

(12.9%) 

Weak  family  history3 

649 

(22.5%) 

358  (17.3%) 

1007  (20.4%) 

Nulliparous 

634 

(22.0%) 

327  (15.8%) 

965 

(19.4%) 

Late  child  bearing 

362 

(12.5%) 

167  (8.1%) 

529 

r*  _  j 

(10.7%) 

lMother,  sister,  daughter,  premenopause  or  postmenopausal  multiple  first-degree  relatives 


2Mother,  sister,  daughter  postmenopause 
3Aunt,  grandmother,  cousin 
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TABLE  2 


Compression  Force  And  Compressed  Breast  Thickness  By  Modality 

(average  ±_  standard  deviation) _ 


FFDM 

SFM 

Compression  force  (decaNewtons) 
Compressed  breast  thickness  (mm) 

11.2  ±4.2 

51.0+  14.9 

11.1  ±4.1 

49.9  ±  13.6 
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TABLE  3 

Radiologist  Rating  Of  Breast  Composition  By  Modality _ 

_ _ FFDM _ SFM 

"Fatty  465  (9.5%)  449  (9.2%) 

Scattered  densities  2226(45.6%)  2250(46.1%) 

Heterogeneously  dense  1726(35.3%)  1725  (35.3%) 

Extremely  dense _ 466  (9.6%) _ 449  (9.4%) 

Based  on  4883  cases  in  which  ratings  were  available  for  both  modalities. 


TABLE  4 


Outcome  of  Findings  by  Modality  - - - - - 

Outcome 

findings  detected 

findings 

findings 

on  FFDM  only 

detected  on 
SFM  only 

detected  on  both 

Dismissed  at  Discrepancy  Conference 

64  ’ 

14 

Unresolved 

0 

3 

1 

Benign  or  Probably  Benign  after 

405 

646 

163 

Imaging  Work-up 

Biopsied 

38 

83 

31 

TOTAL 

507 

746 

195 

Does  not  include  3  discarded  findings  that  later  became  palpable  and  were  biopsied 
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TABLE  5 

Distribution  of  Finding  Type  by  Modality - - - - - 

Finding  Type  findings  detected  findings  detected  findings  Total  (%) 

on  FFDM  only  on  SFM  only  detected  on 
(%)  (%)  both  (%) 


Mass 

203 

(32.7) 

284 

(45.8) 

133 

(21.5) 

620  (100) 

Asymmetric  Density 

166 

(41.1) 

214 

(53.0) 

23 

(5.9) 

406  (100) 

Calcification 

83 

(28.0) 

181 

(61.1) 

32 

(10.8) 

296  (100) 

Architectural  distortion 

42 

(43.7) 

50 

(52.1) 

4 

(4.2) 

96  (100) 

Other  /  not  specified 

Total 

12 

(40.0) 

16 

(53.3) 

2 

(6.7) 

30  (100) 

507 

(35.0) 

746 

(51.5) 

195 

;  (13.5) 

1448  (100) 
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TABLE  6 

Biopsy  Results  _ _ _ _ _ — — 

findings 

Findings 

findings 

detected  on 

detected  on 

detected  on 

FFDM  only 

SFM  only 

both 

Benign 

24 

72 

19 

High  risk 

5  1 

l2 

0 

Malignant  (invasive) 

9(7) 

10(7) 

12(8) 

*3  cases  of  ADH;  2  of  LCIS 
2LCIS 


TABLE  7 


Mammograpnicany  ueu 

Lesion  Type 

sciea  cancers  joy  iviara 

Number  detected  on 
FFDM  -  only 

mugrapmc  xjcsiuu 

Number  detected  on 
SFM  -  only 

Number  detected  on 
both  modalities 

Mass 

2 

2 

4 

Asymmetric  Density 

2 

1 

1 

Calcification 

3 

2 

6 

Architectural  Distortion 

2 

5 

1 

Total 

9 

10 

12 

33 


P(False  Positive  Breast) 

Figure  1.  Alternative  free-response  ROC  (AFROC)  curves  for  SFM  and  FFDM  plotted  using  a 
rating  scale  from  0-100.  The  x-axis  scale  is  the  probability  of  a  false  positive  finding  being 
called  on  the  two  screening  views  of  a  given  breast.  This  is  analogous  to  the  false  positive  rate  in 
a  standard  ROC  experiment.  The  areas  under  the  curves  are  0.78  for  FFDM  and  0.79  for  SFM. 
The  difference  in  areas  is  not  statistically  significant  (p>0.4). 
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jects  of  active  research  for  imaging  applications. 
Amorphous  silicon-based  detectors  use  a  scintilla¬ 
tor  for  conversion  of  x-ray  photons  to  light  pho¬ 
tons;  the  generated  light  photons  subsequently  are 
detected  by  the  amorphous  silicon  photodiode  un¬ 
like  the  direct  conversion  photoconductor  used  by 
amorphous  selenium-based  detectors. 

This  study  characterizes  the  stability  of  an  amor¬ 
phous  silicon-based  clinical  prototype  flat  panel 
imager  (GE  Medical  Systems,  Milwaukee,  WI), 
which  underwent  technical  and  clinical  evaluation 
at  the  University  of  Massachusetts  Medical  School 
and  the  University  of  Colorado  Health  Sciences 
Center.  Although  this  study  characterizes  the  sta¬ 
bility  of  a  clinical  feasibility  system,  the  stability  of 
a  clinical  system,  which  has  a  larger  pixel  matrix 
(1920  X  2304),  is  the  subject  of  an  ongoing  study. 

MATERIALS  AND  METHODS 

The  full-breast  digital  mammography  imager  used  in  this 
study  consists  of  a  thallium-doped  CsI:Tl  scintillator  and  an 
amorphous  silicon  photodiode  array  and  incorporates  special- 
purpose  readout  electronics.  Light  created  from  the  interaction 
of  x-ray  photons  in  the  scintillator  travels  down  the  columnar 
crystalline  structure  of  the  scintillator,  which  is  in  contact  with 
a  2-dimensional  array  of  amorphous  silicon  photodiodes  and 
thin-film  transistors.  Light  exiting  from  the  scintillator  is  de¬ 
tected  by  the  monolithic  thin  film  flat  panel  array,  which 
consists  of  a  matrix  of  1800  X  2304  pixels  that  are  100  pm  in 
pitch.  The  specifications  of  the  flat  panel  imager  are  presented 
in  Table  1.  Each  pixel  in  the  array  is  an  individually  addressable 
light  detector.  The  electrical  signals  of  all  pixels  are  individu¬ 
ally  read  out  and  digitized  to  16-bit  digital  values  in  300  ms  by 
special-purpose  low-noise  electronics,30  which  are  located  in¬ 
side  the  image  receptor  assembly.  The  schematic  of  the  detector 
is  shown  in  Fig  1.  The  imager  is  integrated  into  a  prototype 
digital  mammography  system  based  on  a  multipulse  high- 
frequency  x-ray  generator  (Senographe  DMR,  GE  Medical 
Systems).  This  system  uses  an  x-ray  tube  with  a  selectable  dual 
track  target,  either  molybdenum  {Mo)  or  rhodium  {Rh)  and 
selectable  filtration  of  Mo  or  Rh.  The  stability  of  the  system  was 
quantified  in  terms  of  the  following  metrics:  conversion  factor 
(number  of  electrons  detected  per  incident  x-ray),  modulation 
transfer  function  (MTF),  detector  signal-to-noise  ratio  (SNR) 
measurement,  flat  field  uniformity,  and  ACR  accreditation 
phantom  scores. 


Table  1.  Specifications  of  the  Amorphous  Silicon-Based  Fiat 
Panel  Full-Breast  Digital  Mammographic  Imager 

Image  area 

18  cm  X  23  cm 

Image  matrix 

18C0  X  2304 

Scintillator 

Csl:  Tl 

Pixel  pitch 

100  microns 

Fig  1.  Schematic  of  the  amorphous  silicon-based  flat  panel 
full-breast  digital  mammographic  imager. 


Conversion  Factor 

The  conversion  factor  is  defined  as  the  mean  number  of 
electrons  detected  per  incident  x-ray.  The  number  of  incident 
photons  was  estimated  using  an  x-ray  spectral  model  built  into 
the  system  as  part  of  the  quality  control  tests  and  provided  by 
the  manufacturer.  Because  this  x-ray  spectral  model  addresses 
only  the  30  kVp,  Rh  target  and  Rh  filter  spectrum,  measure¬ 
ments  were  performed  with  an  exposure  of  30  kVp,  Rh  target 
and  Rh  filter  at  20  mAs  as  per  the  manufacturer  recommended 
procedure.  The  mean  number  of  generated  electrons  was  com¬ 
puted  using  the  algorithm  provided  with  the  system,  which 
takes  into  account  the  mean  number  of  digital  exposure  units  of 
the  central  256  X  256  pixels  of  the  full-breast  detector  and  the 
gain  of  the  amplifier.  This  measurement  was  performed  over  a 
period  of  1  year  on  a  monthly  basis  to  assess  variations  in 
conversion  factor. 

Presampling  MTF 

The  presampling  MTF  of  the  system  was  characterized  using 
the  edge  response  function  (ERF)  method.  The  ERF  was  ob¬ 
tained  using  a  0.125-mm  thick  tungsten  bar  placed  at  a  slight 
angle  (<5°)  as  shown  in  Fig  2.  Because  each  pixel  represents  a 
sample  of  the  ERF  at  a  distance  equal  to  the  center  of  the  pixel 
to  the  edge,  the  oversampled  ERF  was  obtained  by  plotting  the 
pixel  intensity  from  the  edge.  This  technique  is  similar  to  the 
methodology  used  by  Fujita  et  al31  to  obtain  the  oversampled 
LSF.  The  line-spread  function  (LSF)  was  derived  from  the  ERF 
by  differentiation.  The  modulus  of  the  Fourier  transform  of  the 
LSF  provided  the  presampling  MTF  of  the  system.  The  ERF 
was  obtained  by  exposing  the  tungsten  bar  at  30  kVp,  Rh  target, 
^  filter,  and  20  mAs  as  per  manufacturer’s  recommendations. 
This  measurement  was  performed  over  a  period  of  1  year  on  a 
monthly  basis  to  assess  variations  in  MTF.  An  alternate  tech¬ 
nique  using  a  10-micron  slit  to  obtain  the  LSF  also  was  used  to 
confirm  the  results  obtained.26 

Detector  Linearity  and  Sensitivity 

The  linear  response  was  measured  at  28  kVp,  Mo  target,  Mo 
filter,  and  added  filtration  of  4.5  cm  of  Lucite,  by  averaging  the 
pixel  intensities  over  a  256  X  256  area  located  at  the  center  of 
the  image  at  various  exposure  levels.  The  sensitivity  of  the 
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Fig  2.  Illustration  of  the  angular  placement  of  the  tungsten 
bar  to  obtain  the  edge  response  function  (ERF)  for  modulation 
transfer  function  (MTF)  measurements. 


system  was  determined  by  evaluating  the  slope  of  the  linear 
response  curve.26 

Detector  Signal-to-Noise  Ratio 

The  detector  SNR  was  measured  at  7  locations  across  the 
imager  for  all  3  target-filter  combinations.  A  1-inch  thick 
uniform  sheet  of  Lucite  covering  the  entire  detector  was  placed 
on  the  breast  support  plate.  The  exposure  techniques  for  the 
three  target-filter  combinations  are  shown  in  Table  2.  Exit 
exposures  (exposure  on  to  the  breast  support  plate)  were  mea¬ 
sured  with  the  1 -inch-thick  Lucite  sheet  elevated  above  the  ion 
chamber  with  a  10-cm  air  gap  between  the  2  objects  similar  to 
die  technique  used  by  Kimme-Smith  et  al.20  The  acquired 
images  were  dark-image  subtracted  and  flat-field  corrected25 
and  viewed  at  the  image-review  station  (Sun  Microsystems, 
Palo  Alto,  CA).  The  image-review  station  is  equipped  with  dual 
CRT  displays  driven  by  special  purpose  display-driver  boards 
0>ome  Imaging  Systems,  Inc,  Waltham,  MA).  The  mean  pixel 
intensity,  p.  (digital  values)  and  standard  deviation,  a,  were 
measured  using  a  539  mm2  region  of  interest  (ROI)  at  7 
locations  of  the  image  as  shown  in  Fig  3.  The  SNR  was 


Table  2.  Exposure  Techniques  Used  for  All  3  Target-Filter 
Combinations  for  SNR  Measurements  and  Flat-Field 
_  Uniformity  Measurements 


Target-Filter 

Tube  Voltage 
(kVp) 

Tube  Current  X  Time 
(mAs) 

Exit  Exposure 
(mR) 

Mo-Mo 

25 

no 

63.9 

Mo-Rh 

28 

80 

72.0 

Rh-Rh 

32 

40 

67.1 

NOTE.  The  exit  exposure  represents  the  exposure  on  to  the 
breast  support  plate  after  transmitting  through  1-inch  of  Lu¬ 
cite. 


a:Si  imager 

Fig  3.  Illustration  of  the  location  of  the  ROI  for  SNR  mea 
surements. 


obtained  by  dividing  the  mean  pixel  intensity  by  the  standard 
deviation  (ji/<j). 

ACR  Accreditation  Phantom  Scores 

An  American  College  of  Radiology  (ACR)  Mammography 
accreditation  phantom  (Model:  18-220,  Nuclear  Associates, 
Cleveland,  OH)  was  imaged  using  the  following  technique 
factors:  Mo/Mo,  25  kVp,  100  mAs,  large  focal  spot,  660  mm 
source-to-image  distance  (SID),  with  antiscatter  grid.  This  tech¬ 
nique  corresponds  to  a  mean  glandular  dose  of  1.23  mGy.  The 
images  were  viewed  at  the  image-review  station.  Optimum 
windowing  and  leveling,  and  magnification  of  the  image  up  to 
a  factor  of  1.7  was  utilized  for  scoring  the  phantom.  Phantom 
scoring  was  performed  according  to  ACR  guidelines.32  Then 
the  images  were  printed  onto  a  dry  laser  compatible  film 
(Dry View  Laser  Imaging  Film,  Eastman  Kodak  Co,  Rochester, 
NY)  using  a  dry-film  laser  printer  (DryView  8600,  Eastman 
Kodak  Co)  and  scored  according  to  ACR  guidelines.32 

Qualitative  Measures 

In  addition  to  these  quantitative  measurements,  qualitative 
measurements  to  characterize  the  stability  of  the  system  to 
provide  consistent  image  quality  also  were  performed.  These 
studies  included  flat-field  uniformity,  geometric  distortion,  and 
Society  of  Motion  Picture  and  Television  Engineers,  White 
Plains,  NY  (SMPTE)  test  pattern  image  quality  for  the  display 
monitors  used  for  patient  image  viewing. 

The  flat-field  uniformity  of  the  detector  was  studied  by 
imaging  a  1-inch  thick  uniform  sheet  of  Lucite  covering  the 
entire  detector  placed  on  the  breast  support  plate,  using  the 
technique  factors  listed  in  Table  2  for  all  3  target-filter  combi¬ 
nations.  The  images  were  studied  at  the  image-review  station 
for  artifacts  such  as  gridlines,  bad  detector  rows  or  columns, 
horizontal  or  vertical  streaks,  and  bad  pixels. 
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0-5% 
contrast 
box 


95-100% 

contrast 

box 


Fig  4.  The  SMPTE  test  pattern  with  the  0%  to  5%  and  95%  to  100%  contrast  boxes  labeled. 


Geometric  distortion  was  evaluated  by  imaging  a  wire  mesh 
screen  at  25  kVp,  Mo/Mo,  50  mAs,  660  mm  SID,  and  with  the 
antiscatter  grid.  The  image  was  visualized  at  the  image-review 
station  and  evaluated  for  resolution  uniformity  and  distortion. 

The  SMPTE  pattern  image  quality  was  used  to  assess  the 
stability  of  the  CRT  displays  used  for  patient  image  viewing  at 
the  image-review  station.  The  photometer  test  tool  provided°by 
Dome  was  utilized  for  generating  the  SMPTE  pattern.  An  image 
of  the  SMPTE  test  pattern  is  shown  in  Fig  4  with  the  0%  to  5% 
and  95%  to  100%  contrast  boxes  labeled.  An  extensive  descrip¬ 
tion  of  the  use  of  SMPTE  test  pattern  images  for  evaluating  soft 
copy  devices  was  given  by  Nawfel  et  al.33  The  SMPTE  pattern 
image  was  studied  for  the  following  features:  ability  to  discern 
0%  to  5%  contrast  box  and  95%  to  100%  contrast  box,  ability 
to  disunguish  line-pair  images  at  the  center  and  comers  of  the 
SMPTE  pattern,  and  presence  of  any  bleeding  effects. 

RESULTS  AND  DISCUSSION 

The  conversion  factor  measured  over  a  period  of 
1  year  as  shown  in  Fig  5  was  stable  and  indicated 
very  little  variability.  The  maximum  variation  from 
the  mean  was  less  than  0.5%.  The  mean  presam¬ 
pling  MTF  measured  is  shown  in  Fig  6.  The  error 
bars  represent  the  maximum  variations  observed 
over  the  period  of  1  year  at  discrete  spatial  fre¬ 
quencies.  The  presampling  MTF  m'easured  over  a 
period  of  1  year  at  1,  2,  3,  4,  and  5  cycles  per 


millimeter  are  shown  in  Fig  7.  The  maximum 
variation  from  the  mean  at  these  discrete  spatial 
frequencies  was  less  than  3%  over  a  period  of  one 
year.  This  variation  can  be  attributed  partially  to 
experimental  error. 
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The  measured  detector  linearity  is  shown  in  Ft* 
8.  The  error  bars  represent  the  maximum  devia¬ 
tions  from  the  average  of  the  mean  pixel  intensity 
(digital  units)  over  a  256  X  256  ROI  observed  over 
a  period  of  1  year.  From  the  linearity  measure¬ 


ments  the  mean  sensitivity  of  the  system  was  found 
to  be  16.3  digital  units  per  milliroentgen  per  pixel. 
Maximum  variation  in  linearity  and  sensitivity  was 
Jess  than  5%  over  this  period. 

The  signal,  defined  as  the  mean  of  each  of  the 
539  mm2  ROI  as  shown  in  Fig  3,  varied  by  less 
than  5%  (4%  for  Mo-Mo,  4%  for  Mo-Rh,  and  2% 
for  Rh-Rh)  over  the  7  locations  for  all  3  target-filter 
combinations.  The  coefficient  of  variation  defined 
as  the  ratio  of  the  standard  deviation  to  the  mean 
(cr/p,  X  100%), 20  in  SNR  measurements  over  the  7 
locations  of  the  detector  was  less  than  7%  for  the 
Mo-Mo,  less  than  9%  for  the  Mo-Rh,  and  less  than 
4%  for  the  Rh-Rh  target-filter  combinations.  As  an 
example,  one  such  SNR  measurement  is  shown  in 
Fig  9.  The  SNR  measurements  seem  to  indicate  a 
trend  in  which  the  SNR  decreases  from  the  edge  of 
the  detector  proximal  to  the  chest  wall  (ROI  loca¬ 
tions  1,  2,  and  3)  toward  the  edge  of  the  detector 
distal  to  the  chest  wall  (ROI  locations  5,  6,  and  7). 
To  verify  if  this  trend  was  caused  by  the  heel 
effect,  the  signal  amplitudes  of  the  ROIs  2,  4,  and 
6  were  analyzed  for  each  of  the  3  target-filter 


196 


VEDANTHAM  ET  AL 


Fig  8.  The  measured  detector  linearity.  The  error  bars 
represent  maximum  deviations  from  the  average  of  the  mean 
pixel  intensity  (digital  units)  of  a  256  pixels  x  256  pixels  ROI 
observed  over  a  period  of  1  year. 


combinations.  The  signal  amplitudes  after  flat-field 
correction  from  these  3  ROIs  did  not  indicate  any 
fall-off  trend.  This  suggests  that  the  flat-field  cor¬ 
rection  technique  was  adequate  to  suppress  the 
heel  effect.  The  heel  effect  would  result  in  higher 
exposure  at  the  edge  proximal  to  the  chest  wall 
compared  with  the  edge  distal  to  the  chest  wall. 
This  would  result  in  higher  signal  amplitudes  at  the 
edge  proximal  to  the  chest  wall  compared  with  the 
edge  distal  to  the  chest  wall.  Flat-field  correction 
techniques  would  compensate  this  trend  resulting 
in  an  almost  uniform  signal  throughout  the  entire 
field.  However,  under  quantum-limited  operating 
conditions,  a  difference  in  exposure  levels  between 
the  edge  proximal  to  the  chest  wall  and  the  edge 
distal  to  the  chest  wall  would  lead  to  a  trend  in  the 
SNR  proportional  to  the  square  root  of  the  differ¬ 
ence  in  the  number  of  x-ray  photons.  Hence,  the 
ratio  of  the  SNR  obtained  from  ROIs  2  and  6  were 
compared  with  the  square  root  of  the  ratio  of  the 
exposure  levels  at  ROIs  2  and  6.  This  ratio  indi¬ 
cated  that  the  measured  SNR  fall-off  trend  was 
within  5%  of  the  expected  SNR  fall-off  trend.  This 
suggests  that  the  flat-field  correction  technique  was 
adequate  in  flattening  the  field  (signal)  and  the 
difference  in  the  exposure  levels  between  the  edge 
proximal  to  the  chest  wall  and  the  edge  distal  to  the 
chest  wall  is  a  major  contributor  to  the  observed 
SNR  fall-off  trend.  The  mean  SNR  over  the  7 
locations  was  121  for  the  Mo-Mo,  138  for  the 


Mo-Rh,  and  130  for  the  Rh-Rh.  The  increases  (%) 
in  mean  SNR  with  the  Mo-Rh  and  Rh-Rh  target- 
filter  combinations  compared  with  the  Mo-Mo  tar¬ 
get-filter  combination  were  14%  and  7.5%.  The 
improvement  in  the  mean  SNR  for  the  Mo-Rh  and 
Rh-Rh  target-filter  combinations  are  attributed  par¬ 
tially  to  the  higher  exit  exposures  (12.6%  higher 
for  the  Mo-Rh  and  5%  higher  for  the  Rh-Rh  target- 
filter  combinations  compared  with  the  Mo-Mo  tar- 
get-filter  combination). 

Images  of  the  ACR  accreditation  phantom 
scored  both  with  the  hard  copy  (printed  film)  and 
the  soft  copy  (CRT  display)  showed  the  ability  to 
resolve  5  fibers,  4  speck  groups,  and  5  masses  at 
breast  doses  comparable  to  that  of  screen-film 
phantom  images.  These  images  did  not  show  any 
variability  over  the  1-year  period.  An  ACR  accred¬ 
itation  phantom  image  acquired  at  25  kVp,  100 
mAs,  Mo-Mo  target-filter  combination,  660  mm 
SID,  with  antiscatter  grid  corresponding  to  a  mean 
glandular  dose  of  1.23  mGy  is  shown  in  Fig  10. 
The  process  of  transferring  the  image  on  to  a  paper 
print  resulted  in  a  slight  degradation,  but  the  hard 
copy  (printed  film)  and  soft  copy  (CRT  display) 
images  indicated  the  capability  of  resolving  5  fi¬ 
bers,  4  speck  groups,  and  5  masses. 

The  SMPTE  pattern  image  quality  test  indicated 
ability  to  discern  all  contrast  steps,  0%  to  5% 
contrast  box,  95%  to  100%  contrast  box,  and 
ability  to  distinguish  line-pair  images  at  the  center 
and  comers  of  the  SMPTE  pattern  image.  No 
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Fig  9.  SNR  measurements  over  the  7  locations  of  the 
detector  as  shown  in  Fig  3  for  all  3  target-filter  combinations. 
Observed  variation  was  less  than  12%  from  the  central  ROI  4 
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Fig  10.  An  ACR  accr*rf|tat-  u 

antiscatter  grid  corresponding*  a'meTn  Sular  dose  T^mG^T'  M°/Motar^t/r,'ter  combination,  660  mm  SID,  with 
resulted  m  a  slight  degradation,  but  the  hard  coov  Inrint^  «  i  ^  ^  process  of  transferring  the  image  onto  a  paper  print 
resoiving  5  fibers,  4  speck  groups,  and  5  masses  "  ^  SOft  C°Py  (CRT  disPlaV)  images  indicated  the  capability  "! 


bleeding  effects  were  observed  in  the  SMPTE 
pattern  image.  The  flat-field  uniformity  study  con¬ 
ducted  for  all  3  target-filter  combinations  did  not 
display  artifacts  like  gridlines,  horizontal  or  verti¬ 
cal  streaks,  or  bad  pixels.  Wire  mesh  screen  images 
indicated  uniform  resolution  and  no  geometric  dis- 
tortion. 

The  most  common  and  regularly  used  measure 
or  image  quality  has  been  the  scoring  of  ACR 
mammographic  accreditation  phantom.  Also,  a 
compelling  argument  has  been  presented  with  re¬ 
spect  to  the  requirement  of  improved  performance 
to  justify  the  increased  costs.20  Based  on  these 
factors  and  the  improved  physical  characteristics 
observed  with  such  digital  mammographic  sys¬ 
tems,  a  logical  requirement  for  these  full-field 


digital  mammographic  systems  might  be  the  need 
to  perform  better  than  screen-film  systems.  We 
were  able  to  detect  regularly  4  speck  groups  and, 
probably  more  significantly,  5  masses,  which  de¬ 
notes  performance  that  exceeds  that  expected  of 
screen-film  systems.  A  practical  quality  assurance 
procedure  should  probably  include  the  scoring  of 
the  ACR  accreditation  phantom  on  a  weekly  basis. 
In  addition,  because  the  ability  to  achieve  consis¬ 
tent  imaging  performance  would  depend  on  the 
flat-field  uniformity,  performing  gain,  offset,  and 
flat  field  calibrations  on  a  weekly  basis  misht  be 
appropriate. 

The  full-breast  digital  mammographic  imager 
did  not  exhibit  any  appreciable  artifact  or  struc¬ 
tured  noise.  The  flat  panel  imager  showed  good 
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stability  as  observed  by  the  conversion  factor  mea¬ 
surements.  Although  variations  in  detector  signal 
response,  linearity,  sensitivity,  and  SNR  were  ob¬ 
served,  interim  results  from  a  multicenter  clinical 
tnal  do  not  show  a  significant  difference  between 
film-screen  and  full-field  digital  mammography  in 
sensitivity  for  breast  cancer  detection.34  The  flat 
panel  imager  also  showed  a  remarkable  capability 

^  ™ague  fibrils’  sPeck  groups,  and  masses  in  the 
ACR  phantom.  Clinical  images  show  equally  fa¬ 
vorable  results  in  visualizing  soft  tissue  anatomy 
and  calcifications.34-36  Although  the  phantom  and 
c  mica!  images  are  very  encouraging,  the  clinical 
efficacy  m  terms  of  sensitivity  and  specificity  is  the 
subject  of  a  different  investigation,  which  is  cur¬ 
rently  m  progress.34 
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The  physical  characteristics  of  a  clinical  prototype  amorphous  silicon-based  flat  panel  imager  for 
full-breast  digital  mammography  have  been  investigated.  The  imager  employs  a  thin  thallium  doped 
Csl  scintillator  on  an  amorphous  silicon  matrix  of  detector  elements  with  a  pixel  pitch  of  100  /tm. 

Objective  criteria  such  as  modulation  transfer  function  (MTF),  noise  power  spectrum,  detective 
quantum  efficiency  (DQE),  and  noise  equivalent  quanta  were  employed  for  this  evaluation.  The 
presampling  MTF  was  found  to  be  0.73,  0.42,  and  0.28  at  2,  4,  and  5  cycles/mm,  respectively.  The 
measured  DQE  of  the  current  prototype  utilizing  a  28  kVp,  Mo-Mo  spectrum  beam  hardened  with 
4.5  cm  Lucite  is  —55%  at  close  to  zero  spatial  frequency  at  an  exposure  of  32.8  mR,  and  decreases 
to  —40%  at  a  low  exposure  of  1.3  mR.  Detector  element  nonuniformity  and  electronic  gain  varia¬ 
tions  were  not  significant  after  appropriate  calibration  and  software  corrections.  The  response  of  the 
imager  was  linear  and  did  not  exhibit  signal  saturation  under  tested  exposure  conditions.  ©  2000 
American  Association  of  Physicists  in  Medicine .  [S0094-2405 (00)01 803-4] 

Key  words:  breast  imaging,  digital  mammography,  physics,  image  quality,  detective  quantum 
efficiency  (DQE) 


I.  INTRODUCTION 

The  physical  aspects  of  mammography  have  been  the  subject 
of  many  investigations  which  have  addressed  basic  imaging 
characteristics  such  as  x-ray  scatter,1-4  x-ray  tube  focal  spot 
effects,5  and  x-ray  spectra.6,7  This  knowledge  has  served  as 
the  basis  for  many  technical  improvements  and  regulatory 
standards  of  performance.8 

Though  film-screen  mammography  is  currently,  the  stan¬ 
dard  in  breast  imaging,  it  has  well-known  limitations  with 
regard  to  dynamic  range,  contrast,  and  lack  of  convenient 
options  for  postprocessing  of  images.  It  is  apparent  that  elec¬ 
tronic  detection  has  the  theoretical  capability  of  overcoming 
certain  fundamental  limitations  of  film-screen  systems.  The 
potential  advantages  of  electronic  detection  include  high  de¬ 
tection  efficiency,  high  dynamic  range,  capability  of  contrast 
enhancement,9  and  postprocessing  capabilities  including 
computer-aided  diagnosis.10-15  Further,  direct  electronic  ac¬ 
quisition  enables  the  exploration  of  novel  imaging  tech¬ 
niques  such  as  tomosynthesis,16,17  dual-energy 
mammography,18,19  and  digital  subtraction  imaging.20  In  the 
past,  investigators  have  used  different  modes  of  electronic 


detection  technology  to  gain  insight  into  electronic  mam¬ 
mography,  commonly  referred  to  as  digital  mammography.21 
Early  evaluations  have  used  image  intensifies  and  subse¬ 
quently  slot-scanned  systems22,23  with  charge-coupled  de¬ 
vices  (CCDs)  and  CCDs  with  fiberoptic  tapers.24  Develop¬ 
ment  of  an  electronic  detector  to  cover  the  entire  breast 
presents  a  formidable  technical  challenge.  Currently,  digital 
mammography  is  limited  to  small  field  devices  for  stereotac¬ 
tic  localization,  core  biopsy,  and  spot  compression 
views.24,25  It  is  now  feasible  to  manufacture  large  fiat  panel 
monolithic  arrays  of  amorphous  silicon  photodiodes  coupled 
to  thin-film  transistors  on  a  glass  substrate.  These  arrays  uti¬ 
lize  a  scintillator  as  the  primary  detection  layer  to  convert  x 
rays  to  light,  which  is  subsequently  detected  by  the  photo¬ 
sensing  silicon  elements.  Several  studies  characterizing 
amorphous  silicon26-30  and  amorphous  selenium31,32  based 
imagers  for  chest  radiography  and  other  applications  have 
been  reported  in  the  recent  past.  However,  detailed  experi¬ 
mental  characterization  of  amorphous  silicon  based  flat  panel 
imagers  under  realistic  mammographic  conditions  have  not 
been  reported  in  the  past. 

This  study  characterizes  the  image  quality  parameters  of 
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Table  I.  Amorphous  silicon-based  flat  panel  detector  specifications. 


Flat  panel  image  area 

18  cmX23  cm 

Pixel  matrix 

1800X2304 

Pixel  size 

100  jam 

Scintillator 

CsI:Tl 

an  amorphous  silicon-based  clinical  prototype  flat  panel  im¬ 
ager  (GE  Medical  Systems,  Milwaukee,  WI)  presently  un¬ 
dergoing  technical  and  clinical  evaluation  at  the  University 
of  Massachusetts  Medical  School  and  the  University  of 
Colorado  Health  Sciences  Center. 


II.  METHODS  AND  MATERIALS 

The  full-breast  digital  mammography  imager  character¬ 
ized  in  this  study  is  composed  of  a  thallium-doped  Csl  scin¬ 
tillator  and  an  amorphous  silicon  photodiode  array  and  incor¬ 
porates  special-purpose  readout  electronics.  Light  created 
from  the  interaction  of  x-ray  photons  in  the  scintillator  trav¬ 
els  down  the  columnar  crystalline  structure  of  the  scintillator, 
which  is  in  contact  with  a  two-dimensional  array  of  amor¬ 
phous  silicon  photodiodes  and  thin-film  transistors.  Light  ex¬ 
iting  from  the  scintillator  is  detected  by  the  monolithic  thin 
film  flat  panel  array,  which  consists  of  a  matrix  of  1800 
X2304  detector  elements  that  are  100  /urn  in  pitch.  The 
specifications  of  the  mammographic  flat  panel  imager  are 
presented  in  Table  I.  Each  detector  element  (pixel)  in  the 
array  is  an  individually  addressable  light  detector.  The  elec¬ 
trical  signals  of  all  pixels  are  individually  read  out  and  digi¬ 
tized  to  16  bit  digital  values  in  300  ms  by  special-purpose 
low-noise  electronics33  which  are  located  inside  the  image 
receptor  assembly.  The  schematic  of  the  detector  is  shown  in 
Fig.  1.  The  imager  is  integrated  into  a  prototype  digital  mam¬ 
mography  system  based  on  a  multipulse  high  frequency 
x-ray  generator  (Senographe  DMR,  GE  Medical  Systems, 
Milwaukee,  WI).  This  system  uses  a  selectable  dual  track 
target,  either  molybdenum  (Mo)  or  rhodium  (Rh)  with  select¬ 
able  filtration  of  Mo  or  Rh.  All  measurements  were  per¬ 
formed  at  28  kVp  with  a  Mo/Mo  target/filter  combination. 
This  particular  technique  was  chosen  as  it  was  found  to  be 
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Fig.  2.  Experimental  setup  for  MTF  measurement.  The  area  surrounding  the 
10  jam  slit  was  covered  with  Pb  (0.5  cm  thick). 


the  median  exposure  technique  used  in  a  random  sample  of 
100  breast  exams  from  a  population  of  1400  patients  per¬ 
formed  with  this  flat  panel  imager. 

A.  Presampling  modulation  transfer  function 
measurement 

The  presampling  modulation  transfer  function  (MTF)  was 
measured  according  to  the  technique  described  by  Fujita 
et  ai 34  The  experimental  procedure  for  measuring  the  same 
has  also  been  described  in  detail  by  Dobbins  et  al35  The 
effects  of  undersampling  have  also  been  described  in  detail 
by  Dobbins.36  The  experimental  setup  is  shown  in  Fig.  2.  An 
image  of  a  10-mm-long,  10  /im  (±1  /urn)  slit  made  of  1.5- 
mm-thick  tantalum  placed  at  a  slight  angle  (less  than  4°)  to 
the  anode-cathode  axis  at  the  center  of  the  detector  was 
obtained.  The  area  around  the  slit  was  covered  with  Pb  (0.5 
cm  thick).  The  slit  was  placed  about  5.5  mm  (due  to  thick¬ 
ness  of  the  breast  support  plate  and  the  slit  housing)  from  the 
surface  of  the  imager.  Since  the  magnification  of  the  slit  was 
about  1.0083,  there  was  no  appreciable  spreading  of  the  line 
spread  function  (LSF)  due  to  focal  spot  blurring.  The  expo¬ 
sure  technique  was  adjusted  to  ensure  that  the  tails  of  the 
dark  image  subtracted  LSF  obtained  had  no  significant  elec¬ 
tronic  noise.  The  appropriate  technique  found  to  be  28  kVp, 
160  mAs  was  used.  The  source-to-image  distance  was  main¬ 
tained  at  660  mm  during  the  study.  The  image  of  the  slit  was 
obtained  without  the  antiscatter  grid  in  place.  The  slit  image 
obtained  was  corrected  for  variations  along  the  edge  of  the 
slit.  This  was  accomplished  by  normalizing  the  signal  values 
along  the  horizontal  direction  (perpendicular  to  the  anode- 
cathode  axis)  by  dividing  each  pixel  value  by  the  sum  of  the 
pixel  values  in  that  particular  row  as  illustrated  in  Fig.  3. 
This  normalization  method  assumes  that  the  slit  width  is  ap¬ 
proximately  constant  over  the  length  used  for  obtaining  the 
finely  sampled  LSF  and  that  the  signal  spreading  is  approxi¬ 
mately  equal  along  each  line  of  data.  The  validity  of  these 
assumptions  was  verified  by  calculating  the  MTF  from  sev- 
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Fig.  3.  Illustration  of  slit  image  correction  for  variations  in  slit  width. 


Distance  (mm) 


Fig.  5.  Finely  sampled  LSF. 


eral  locations  along  the  central  region  of  the  slit,  and  the 
MTF  was  found  to  vary  by  less  than  1%.  Before  performing 
this  normalization  care  was  taken  to  avoid  loss  of  informa¬ 
tion  due  to  truncation  by  converting  the  pixel  intensity  values 
to  32  bit  floating  point  numbers.  The  pixel  amplitudes  along 
the  column  or  vertical  direction  (along  the  anode-cathode 
axis)  were  plotted  as  shown  in  Fig.  4.  This  provided  the 
adequate  number  of  individual  LSFs  needed  to  obtain  a 
finely  sampled  LSF.  Since  each  pixel  represented  a  sample 
of  the  LSF  at  a  distance  equal  to  the  distance  between  the 
center  of  the  slit  and  the  pixel  center,  the  finely  sampled  LSF 
was  obtained  by  plotting  the  pixel  intensity  from  the  center 
of  the  slit.  The  finely  sampled  LSF  was  synthesized  by  using 
34  individual  LSFs  and  normalized  to  a  peak  value  of  one 
(Fig.  5).  The  Fourier  transform  (FT)  of  the  finely  sampled 
LSF  was  performed  and  the  resultant  FT  was  deconvolved  of 
the  finite  dimension  of  the  slit  by  dividing  the  resultant  FT 
by  a  sine  function  in  the  frequency  domain  to  provide  the 


(anode-cathode  axis) 

Fig.  4.  The  pixel  amplitudes  along  the  anode-cathode  axis  used  for  deter¬ 
mining  the  number  of  rows  of  data  needed  to  obtain  a  finely  sampled  LSF. 
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presampling  MTF.  The  presampling  MTF  was  measured 
along  both  the  horizontal  (perpendicular  to  the  anode- 
cathode  axis)  and  vertical  (along  the  direction  of  the  anode- 
cathode  axis)  directions. 

B.  Noise  power  spectrum  measurement 

There  are  many  inherent  difficulties  in  measuring  the 
noise  power  spectrum  (NPS)  of  digital  systems.35”38  Com¬ 
puting  the  two-dimensional  (2D)  NPS  is  important  to  study 
the  presence  or  absence  of  any  off-axis  noise  peaks.  Since 
the  computation  time  of  computers  is  no  longer  a 
constraint,35  computing  the  entire  2D  NPS  and  estimating  the 
one-dimensional  (ID)  NPS  from  the  2D  NPS  was  used.  The 
ID  NPS  was  estimated  from  the  2D  NPS  using  the  technique 
described  by  Dobbins  et  al?5  This  technique  utilizes  a  thick 
cut  parallel  to  and  immediately  adjacent  to  the  axes  for  esti¬ 
mating  the  ID  NPS.  We  used  the  data  in  a  thick  slice  com¬ 
prised  of  eight  lines  on  either  side  of  both  the  axes  (exclud¬ 
ing  the  axes).  For  each  data  value  at  (u,v)  in  this  thick  slice, 
the  frequency  value  was  computed  as  yjif'+v2  for  the  ID 
NPS  estimate.  The  assumptions  for  utilizing  this  technique 
for  estimating  the  ID  NPS  are  that  the  2D  NPS  exhibit  mod¬ 
erate  radial  symmetry  and  that  the  noise  data  are  nominally 
uniform  within  the  small  annuli  of  spatial  frequencies  used 
for  regrouping  the  noise  data. 

The  next  major  difficulty  was  to  determine  the  finite  win¬ 
dow  of  the  noise  data  required  to  provide  adequate  resolution 
for  proper  representation  of  the  NPS  without  the  finite  win¬ 
dow  overtly  affecting  the  NPS  estimate.  Since  the  measured 
NPS  is  produced  by  convolving  the  “true”  NPS  with  the 
sine2  function  in  the  frequency  domain,  due  to  the  finite  win¬ 
dow  of  the  noise  data,  the  choice  of  region-of-interest  (ROI) 
size  has  to  be  considered  carefully.  We  estimated  the  NPS 
using  ROI  sizes  of  512X512,  256X256,  128X128,  and 
64 X  64,  and  determined  the  256  X  256  ROI  to  be  the  smallest 
ROI  required  for  proper  representation  of  the  NPS  with  mini¬ 
mum  spectral  distortion  (spectral  deviation  between  512 
X512  ROI  and  256X256  ROI  was  less  than  5%  over  the 
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entire  frequency  range  and  the  spectral  deviation  increased 
with  smaller  ROI  sizes).  Hence,  the  256X256  ROI  was  uti¬ 
lized  for  NPS  estimations  in  the  entire  study. 

The  other  difficulty  was  to  determine  the  number  of  NPS 
realizations  needed  to  be  averaged  in  order  to  obtain  a 
smooth  and  accurate  curve  depicting  the  noise  spectrum.  Ide¬ 
ally,  we  would  need  a  large  number  of  NPS  realizations  so 
that  they  can  be  averaged  to  obtain  a  smooth  spectrum.  We 
considered  10,  15,  20,  30,  and  50  NPS  realizations  and  found 
that  the  ensemble  average  of  15  NPS  realizations  taken  from 
the  same  location  through  15  images  was  sufficient  to  accu¬ 
rately  characterize  the  NPS  of  the  system.  We  were  able  to 
achieve  a  smooth  spectrum  by  averaging  eight  lines  of  data 
on  either  side  of  the  axes. 

Problems  associated  with  background  trends  such  as  from 
the  heel  effect  can  corrupt  the  noise  spectrum  and  provide 
artificially  inflated  values35,38  along  the  axes.  However,  tech¬ 
niques  for  suppression  of  such  background  trends  have  been 
described  by  various  authors.35,38  We  surface  (ramp)  fitted 
each  ROI  and  subtracted  these  background  trends.  Though 
this  method  was  successful  in  suppressing  these  background 
trends,  it  did  not  completely  eliminate  them.  Hence,  we 
avoided  using  data  values  directly  on  the  axes,  as  they  were 
not  representative  in  amplitude  of  the  rest  of  the  2D  NPS  in 
the  vicinity  of  the  axes. 

In  order  to  measure  the  noise  power  spectra  of  the  detec¬ 
tor  the  detector  has  to  be  linear  and  shift  invariant.39  The 
linear  response  and  sensitivity  of  the  system  was  measured 
by  averaging  the  pixel  intensity  over  a  256X256  ROI  cen¬ 
tered  at  the  4  cm  from  the  chest  wall  edge  of  the  detector  at 
various  exposure  levels.  All  images  for  the  noise  power  spec¬ 
tral  estimate  used  for  calculation  of  detective  quantum  effi¬ 
ciency  (DQE)  were  dark  subtracted  [Eq.  (1)]  and  flat  field 
corrected  [Eq.  (2)]  resulting  in  a  nominally  uniform  image, 

dark  subtracted/(x,y)  =  floodI(x,y)-darki(x,y),  (1) 

dark  subtracted,-^, y) 

flat  field.(x,y)=  —  ,  — ; — : - ; - - r 

( 1  In)  2 "=  j dark  subtracted,- (x,y ) 

1  m  m  '  j  n 

XT  2  2  ”2  dark  subtracted, (jc,y)  , 
m  y=i  x=\  \  n  i=\ 

(2) 

where  flood, (;c,y)  and  dark ,(x,y)  represent  the  flood  and 
dark  ROIs,  respectively; 

(l/n)S”=1  dark  subtracted,- (x,y)  is  the  average  of  the  dark 
subtracted  ROIs;  l/m2£™=  ,2^=1[(  1/^)2^  { dark  subtracted,- 
X(jc,y)],  is  the  mean  of  the  average  of  the  dark  subtracted 
ROIs;  and,  in  our  case,  m  =  256  and  n—  15.  The  ROIs  (256 
X  256)  used  for  the  NPS  analysis  were  taken  from  the  same 
location  (centered  at  4  cm  from  the  chest  wall  edge  of  the 
detector)  from  multiple  (15)  images.  Though  the  detector 
might  not  to  be  completely  shift  invariant,  the  process  of  flat 
field  correcting  and  using  the  same  ROI  from  multiple  im¬ 
ages  for  NPS  analysis  allows  for  the  reasonable  assumption 
of  the  “shift-in variant'’  property  of  the  system. 

The  noise  power  spectra  were  determined  at  four  expo¬ 
sure  levels  and  were  obtained  with  4.5-cm-thick  Lucite  in  the 


Fig.  6.  Experimental  setup  for  NPS  measurement  where  a  4  cmX4  cm  area 
of  the  detector  centered  at  4  cm  from  the  chest  wall  edge  was  irradiated. 
Lead  collimation  at  the  tube  port  and  at  the  detector  surface  reduced  exces¬ 
sive  scatter. 


x-ray  beam  path.  This  thickness  of  Lucite  was  used  as  it  was 
found  to  be  the  median  thickness  range  (4.5-4.99  cm)  of  the 
compressed  breast  from  a  random  sample  of  100  breast  ex¬ 
ams  obtained  from  a  population  of  1400  patients.  The  antis¬ 
catter  grid  was  not  used  while  obtaining  the  images  as  it 
might  provide  a  possible  noise  source,  which  might  corrupt 
the  measurement.  In  order  to  minimize  scattered  radiation 
affecting  the  measurement  due  to  the  removal  of  the  antis¬ 
catter  grid,  the  4.5-cm-thick  Lucite  block  was  mounted  on  to 
the  tube  housing.  In  addition,  the  x-ray  beam  was  collimated 
both  at  the  tube  port  and  at  the  surface  of  the  detector  using 
Pb  (0.5  cm)  so  that  only  a  4  cmX4cm  area  of  the  detector 
was  irradiated.  This  enabled  us  to  obtain  our  objective  of 
achieving  a  realistic  clinical  spectrum  without  the  measure¬ 
ment  being  affected  by  either  excessive  scattered  radiation  or 
the  presence  of  structure  from  an  antiscatter  grid.  The  setup 
for  NPS  measurement  is  shown  in  Fig.  6.  Fifteen  dark  image 
subtracted,  flat  field  corrected,  256X256  ROIs  were  acquired 
as  described  previously.  Before  performing  dark  image  sub¬ 
traction  and  flat  field  correction,  care  was  taken  to  avoid 
information  loss  due  to  truncation  by  converting  the  pixel 
intensity  values  to  32  bit  floating  point  numbers  from  the 
original  16  bit  digital  values.  A  surface  fit  (like  a  ramp)  to 
suppress  background  trends  like  heel  effect  was  performed 
on  each  ROI.  The  ensemble  average  of  the  squares  of  the 
magnitude  of  these  15  Fourier  transformed  256X256  ROIs 
scaled  as  shown  in  Eq.  (3)  provided  the  2D  raw  noise  power 
spectrum,  NPSmw(w,u).35 

The  NPSraw(w,u)  was  obtained  by 


NPSraw(w,t0  = 


(|FT[flat  field(x,y)]|2) 


NxNy 


(3) 


where  (|FT[flat  field(x,y)]|2)  represents  the  ensemble  aver¬ 
age  of  the  squares  of  the  magnitude  of  the  Fourier  trans¬ 
formed  256X256  ROIs,  Nx  and  Ny  are  the  number  of  ele- 
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ments  in  the  x  and  y  directions,  respectively  (which  are  equal 
and  is  256  in  this  case),  and  A*  and  A^  are  the  pixel  pitch  in 
x  and  y  directions,  respectively  (which  are  equal  and  is  100 
jam  with  this  imager). 

To  compute  noise  equivalent  quanta  (NEQ)  and  DQE  a 
ID  NPS  curve  was  required.  This  was  achieved  by  using  the 
data  in  a  thick  slice  comprised  of  eight  lines  on  either  side  of 
both  the  u  and  v  axes  (excluding  the  axes).  For  each  data 
value  at  (u,v)  in  this  thick  slice,  the  frequency  value  was 
computed  as  fu2+v2  for  the  ID  NPS  estimate.  The  final  ID 
NPS  at  each  exposure  level  is  the  average  of  8  (lines) 
X2(sides)  X256  data  points  (=4096  data  values)  grouped 
into  frequency  bins  0.04  mm"1.  The  ID  NPSnormalized (/)  to 
be  used  for  the  DQE  calculations  was  obtained  by  scaling  the 
ID  NPSraw(/)  for  the  mean  signal  by 

_ NPSraw(/) _ 

NPSnormaHzed(/  J  (mean  s.gnal  Qf  256X256  ROI)2’ 

(4) 

The  mean  signal  of  the  256X256  ROI  is  expressed  in  digital 
values. 

The  electronic  noise  present  in  the  system  was  also  esti¬ 
mated.  The  entire  detector  was  covered  with  Pb  (2  cm)  and 
15  images  were  acquired  using  the  minimum  possible  expo¬ 
sure  technique.  The  2D  NPSelectronic(«,t;)  was  estimated  as 
per  Eq.  (3)  at  this  minimum  possible  exposure  technique 
with  Pb,  and  the  ID  NPSelectronic(/ )  estimated  by  using  a 
thick  slice  as  described  earlier.  From  this  measurement,  the 
noise  contribution  due  to  the  x  rays,  NPS xray(/)  was  calcu¬ 
lated  at  each  exposure  level  as  per  Eq.  (5),  where  NPSraw(/) 
is  the  raw  NPS  estimated  as  per  Eq.  (3)  and  NPSeIectronic(/ ) 
is  the  electronic  noise  of  the  system.  The  x-ray  component  of 
NPSraw(/ )  was  computed  as  per  Eq.  (6) 

NPSX  ray(/)  =  NPSraw(/)-NPSelectronic(/),  (5) 

NPS  (/ ) 

x-ray  component  of  NPSraw(/)=  KTPgXni/fx  X100%. 

tNi  orawl/  ) 

(6) 

In  order  to  study  the  structured  noise  component  or  the 
presence  of  any  varying  nonstochastic  noise,  the 
2D  NPSsubtracted(w,u)  was  estimated  as  per  Eqs.  (7)  and  (8). 
Background  suppression  (ramp  fit)  was  not  performed  for 
estimation  of  NPSsujj(jaC(ed(w,u).  The  ID  NPSsub(racjecj(>/' ) 
was  obtained  by  using  a  thick  slice  of  eight  lines  of  data  on 
either  side  of  the  axes  as  described  earlier, 

residual,(x,y)  =  [flood/(x,y)~darkt(x,y)] 

1  n 

- 2  flat  field;(x,y),  (7) 

n  ,•=  i 

NP^>subtracted(  W ,  V  ) 

= _ (|FT(residual(s,y))l2) 

(mean  signal  of  256X256ROI)2/V;,JV,,  *  y 
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Fig.  7.  Curve  fitted  x-ray  photon  fluence  per  mR  between  the  energy  range 
of  5  and  35  keV  obtained  from  published  values. 


C.  NEQ  and  DQE  measurement 

The  NEQ  was  computed  as35 
MTF2(/) 

NEQ(/)— NPS„d(/)- 


(9) 


The  NEQ  of  the  system  was  computed  for  the  four  exposure 
levels.  For  the  purpose  of  calculating  the  DQE  of  the  digital 
imager,  Eqs.  (10)  and  (11)  were  used:35 


MTF \f) 

DQE(/)-  NPSnoma]izcd(/k  • 


(10) 


and  hence 


DQE(/)  = 


NEQ(/) 

q 


(ID 


where  MTF (/)  is  the  modulation  transfer  function  of  the 
system;  NPSnormalized(/ )  is  the  normalized  noise  power  spec¬ 
trum  of  the  imaging  system;  q  is  the  number  of  x-ray  photons 
incident  on  the  detector  per  unit  area;  NEQ  (J)  is  the  noise 
equivalent  quanta  of  the  imaging  system  and  /  is  the  spatial 
frequency.  The  only  factor  that  needs  to  be  determined  is  q. 

Determination  of  q.  Determination  of  q  was  done  in  three 
stages.  First,  the  x-ray  photon  fluence  per  mR  was  curve 
fitted  between  the  energy  range  of  5  to  35  keV  from  already 
published  values40  and  is  shown  in  Fig.  7.  The  photon  flu¬ 
ence  per  mR,  T(e),  at  energy  (e)  is  best  described  by  the 
polynomial: 

Y(e)  =  2.2128+  33.5 14e  +  89.23e2  +  3.0588e3 


-  0.0239£4  —  0.0006e5  —  3  X  10“  V.  (12) 


The  x-ray  spectral  distribution,  q(e ),  was  characterized 
by  averaging  15  spectra  obtained  using  a  cadmium  zinc  tel- 
luride  (CZT)  based  high  resolution  spectrometer  (XR-100T- 
CZT,  Amptek,  Inc.,  USA).  The  x-ray  spectrum  was  corrected 
for  dead  time  losses  and  pile-up.41  Correction  for  the  spec¬ 
trometer  energy  response  was  not  needed  as  the  energy  ab- 
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Spatial  Frequency  (cycles/mm) 

Fig.  8.  The  presampling  MTF  of  the  full  field  fiat  panel  g:S i  imager. 


0  5  10  15  20  25  30  35 

Exposure  (mR) 

Fig.  9.  Linearity  of  the  system.  The  data  points  represent  the  mean  intensity 
and  the  error  bars  represent  the  standard  deviation  from  this  mean  value. 


sorption  efficiency  of  the  3-mm-thick  CZT  spectrometer  is 
more  than  99.9%  for  the  energy  range  (5-35  keV)  of  the 
incident  spectrum.  The  exposure  (X)  on  the  surface  of  the 
detector  was  measured  under  the  same  conditions  as  during 
the  NPS  measurement  with  a  calibrated  mammographic  ion¬ 
ization  chamber  connected  to  MDH  1515  (RadCal  Corp., 
USA)  dosimeter.  The  precision  at  each  exposure  level  was 
improved  by  averaging  five  measurements.  The  total  number 
of  photons  incident  per  unit  area  of  the  detector  at  each  ex¬ 
posure  level  was  calculated  as  per  Eq.  (13).  With  the  knowl¬ 
edge  of  q ,  the  DQE(/)  was  calculated, 


_  Iq(e)Y(e)de 
q  fq(e)de 


(13) 


III.  RESULTS  AND  DISCUSSION 
A.  Presampling  MTF 

The  measured  presampling  MTF  is  shown  in  Fig.  8.  The 
presampling  MTF  measured  both  along  the  vertical  and  hori¬ 
zontal  directions  were  identical.  The  presampling  MTF  was 
found  to  be  0.73,  0.42  and  0.28  at  2,  4,  and  5  cycles/mm, 
respectively.  Although  the  MTF  of  an  imaging  system  is  an 
important  objective  measure  of  the  spatial  resolution,  this 
parameter  alone  may  not  be  predictive  of  the  overall  perfor¬ 
mance  of  the  system.  Other  metrics  such  as  DQE  as  a  func¬ 
tion  of  the  spatial  frequency  provide  additional  insight. 


B.  Noise  power  spectra 

The  linearity  of  the  system  was  measured  and  is  shown  in 
Fig.  9.  From  the  linearity  measurements  the  sensitivity  of  the 
system  was  found  to  be  16.324  digital  values/mR/pixel.  The 
2D  NPS  obtained  at  1.3,  7.1,  14.5,  and  32.8  mR  are  shown  in 
Figs.  10(a),  10(b),  10(c),  and  10(d),  respectively.  The  noise 
power  at  the  intersection  of  the  u  and  v  axes  are  much  higher 
in  magnitude  and  hence  this  point  has  been  blanked  for  dis¬ 
play  purposes.  The  images  are  displayed  in  a  black  and  white 
scheme  where  the  transition  point  is  set  at  the  midpoint  of 


the  minimum  and  maximum  of  the  2D  NPS  images.  The  2D 
NPS  does  not  show  the  presence  of  any  off-axis  noise  peaks. 
The  ID  NPSraw  at  four  exposure  levels  of  1.3,  7.1,  14.5,  and 
32.8  mR  are  shown  in  Fig.  11.  The  electronic  noise  present 
in  the  system  is  also  shown  in  Fig.  11.  The  ID  NPSraw  dem¬ 
onstrates  an  increase  in  noise  with  increasing  exposure  as  the 
photon  noise  increases  with  increasing  exposure.  The  inte¬ 
gral  of  the  NPS  at  each  exposure  was  confirmed  to  be  iden¬ 
tical  to  the  rms  variance  of  the  256X256  ROI.  Figure  12 
shows  the  x-ray  component  of  the  total  NPS  calculated  as 


(c)  (d) 


Fig.  10.  The  2D  NPS  obtained  at  1.3,  7.1,  14.5,  and  32.8  mR  are  shown  in 
(a),  (b),  (c),  and  (d),  respectively.  The  intersection  of  the  axes  has  been 
masked  for  display  purposes.  The  images  are  displayed  in  a  black  and  white 
scheme,  with  the  transition  point  set  at  the  mean  of  the  ROI. 


Medical  Physics,  Vol.  27,  No.  3,  March  2000 


564 


Vedantham  et  a!.\  Full  breast  digital  mammography 


Spatial  Frequency  (cycles/mm) 

FiG.  11.  The  ID  noise  power  spectra  (NPSraw)  at  four  exposure  levels  of 
1.3,  7.1,  14.5,  and  32.8  mR  are  shown.  The  electronic  noise  is  also  shown. 

per  Eq.  (6)  at  the  four  exposure  levels.  Even  at  a  low  expo¬ 
sure  of  1.3  mR,  the  x-ray  component  was  dominant  (greater 
than  60%  of  the  total  NPS  at  5  cycles/mm  and  approximately 
80%  of  the  total  NPS  at  ~0  cycle/mm).  Figure  13  suggests 
that  there  is  no  appreciable  structure  noise  or  varying  non¬ 
stochastic  noise  at  exposures  of  1.3  and  32.8  mR  as  the 
NPSSubtracted  NPSnormauze(j  are  identical. 

C.  NEQ  and  DQE 

The  NEQ  of  the  system  at  four  exposure  levels  are  shown 
in  Fig.  14.  The  Mo~Mo  spectrum  incident  on  the  detector 
transmitted  through  4.5  cm  of  Lucite  and  the  breast  support 
plate  recorded  with  a  high  resolution  spectrometer  is  shown 
in  Fig.  15.  From  this  spectral  distribution  and  Fig.  7,  the 


Spatial  Frequency  (cycles/mm) 

Fig.  12.  The  x-ray  component  of  NPSraw  at  four  exposure  levels  of  1.3,  7.1, 
14.5,  and  32.8  mR  are  shown. 


564 


Spatial  Frequency  (cycles/mm) 

Fig.  13.  The  ID  NPSnonralizal  and  NPSsublractC(J  obtained  at  1.3  and  32.8  mR. 

photon  flux  incident  on  the  detector  was  determined  to  be 
0.533  X  105  photons/mm2/mR.  The  DQE  of  the  system  at 
four  exposure  levels  is  shown  in  Fig.  16.  To  demonstrate  the 
exposure  dependence  of  the  DQE  of  the  system,  DQE  (0.2 
cycle/mm),  DQE(1  cycle/mm),  DQE(2  cycles/mm),  DQE(3 
cycles/mm),  and  DQE(5  cycles/mm)  are  plotted  as  a  function 
of  the  incident  exposure  in  Fig.  17.  The  plot  indicates  that 
the  DQE  of  the  system  increases  with  increasing  exposure, 
and  reaches  a  constant  value  at  about  15  mR.  The  lower 
values  of  DQE  at  low  exposures  are  primarily  due  to  the 
contribution  of  electronic  noise  in  the  system.  The  DQE  (~0 
cycle/mm)  was  found  to  be  0.4,  0.48,  0.54,  and  0.55  at  inci¬ 
dent  exposures  of  1.3,  7.1,  14.5,  and  32.8  mR,  respectively. 

D.  Discussion 

Metrics  such  as  MTF  and  DQE  have  been  widely  used  to 
describe  the  performance  characteristics  of  imaging  systems. 


Spatid  Frequency  (cycles/mm) 

Fig.  14.  The  NEQ  of  the  system  at  four  exposure  levels. 
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Fig.  15.  The  Mo-Mo  spectra  incident  on  the  detector  transmitted  through 
4.5  cm  of  Lucite  and  the  breast  support  plate,  recorded  with  a  high  resolu¬ 
tion  spectrometer  for  calculation  of  q. 
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A  comparison  of  the  flat-panel  imager  with  other  imaging 
systems  such  as  screen-film  systems  to  show  the  general 
trends  could  provide  additional  information  as  to  the  advan¬ 
tages  and  limitations  of  the  flat-panel  imager.  Nishikawa  and 
Yaffe42  have  evaluated  various  mammographic  screen-film 
systems  in  the  past.  More  recently,  Bunch43  has  also  evalu¬ 
ated  the  MTF  and  DQE  of  two  widely  used  mammographic 
screen-film  systems.  Their  results  show  a  maximum 
DQB(~0)  of  0.35  compared  with  0.55  measured  with  the  flat 
panel  imager.  The  improved  DQE  of  the  flat  panel  imager  at 
low  and  midfrequencies  can  be  particularly  advantageous  in 
the  imaging  of  low-contrast  soft  tissue  lesions.44,45  Their  re¬ 
sults  also  indicate  that  the  spatial  resolution  is  much  higher 


0  1  2  3  4  5 

Spatial  Frequency  (cycles/mm) 

Fig.  16.  The  DQE  of  the  system  at  four  exposure  levels.  Data  points  are 
curve  fitted  with  a  sixth-order  polynomial  for  clarity.  To  demonstrate  the 
goodness  of  fit,  data  points  at  an  exposure  of  1.3  mR  are  shown. 
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Fig.  17.  DQE  of  the  system  plotted  as  a  function  of  incident  exposure. 


with  screen-film  systems42,43  compared  to  the  flat-panel  im¬ 
ager,  but  an  increased  film  noise  at  high  frequencies  have 
also  been  observed. 

Previous  laboratory  studies23  in  digital  mammographic 
imaging  using  different  technology  have  suggested  that  even 
with  lower  spatial  resolution,  lesion  detectability,  including 
microcalcifications  can  be  improved  by  contrast  enhance¬ 
ment  of  digital  data.  Prior  work  with  this  flat-panel  imager 
has  demonstrated  a  high  dynamic  range  46  Clinical  images 
with  the  current  prototype  demonstrate  encouraging  results 
for  visualization  of  soft  tissue  anatomy  and 
calcifications  47-49  The  clinical  efficacy  in  terms  of  sensitiv¬ 
ity  and  specificity  is  the  subject  of  a  different  investigation, 
which  is  currently  in  progress.47 

IV.  CONCLUSIONS 

A  consistent  set  of  image  quality  measurements  was  per¬ 
formed  characterizing  the  full  field  amorphous  silicon-based 
flat  panel  imager  for  mammographic  applications.  The  flat 
panel  imager  did  not  exhibit  any  appreciable  structured  noise 
or  varying  nonstochastic  noise  component  at  the  tested  ex¬ 
posure  levels.  The  response  of  the  imager  was  linear  and 
exhibited  high  sensitivity  under  tested  exposure  conditions. 
The  flat  panel  imager  demonstrated  good  dose  efficiency 
within  the  tested  exposure  range. 
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